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WARRANTY

We warrant that this product is free from defects in material and workmanship and, when properly used, 
will perform in accordance with applicable IET specifi cations.  If within one year after original shipment, 
it is found not to meet this standard, it will be repaired or, at the option of IET, replaced at no charge when 
returned to IET.  Changes in this product not approved by IET or application of voltages or currents greater 
than those allowed by the specifi cations shall void this warranty.  IET shall not be liable for any indirect, 
special, or consequential damages, even if notice has been given to the possibility of such damages.

THIS WARRANTY IS IN LIEU OF ALL OTHER WARRANTIES, EXPRESSED OR IMPLIED, 
INCLUDING BUT NOT LIMITED TO, ANY IMPLIED WARRANTY OF MERCHANTABILITY OR 
FITNESS FOR ANY PARTICULAR PURPOSE.
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Safety Symbols
General defi nitions of safety symbols used on the instrument or in manuals are listed below.

Caution symbol: the product is marked with this symbol when it is necessary for the user to 
refer to the instruction manual.

Hazardous voltage symbol: the product is marked with this symbol when high voltage maybe 
present on the product and an electrical shock hazard can exist.

Indicates the grounding protect terminal, which is used to prevent electric shock from the 
leakage on chassis.  The ground terminal must connect to earth before using the product

Direct current.

Alternating current.

Frame or chassis terminal. A connection to the frame (chassis) of the equipment which 
normally includes all exposed metal structures.

On supply.

Off supply.

Hot surface. Avoid contact. Surfaces are hot and may cause personal injury if touched.

Disposal
Waste Electrical and Electronic Equipment (WEEE) Directive 2002/96/EC
This product complies with the WEEE Directive (2002/96/EC) marking requirements.
The affi xed label indicates that you must not discard this electrical/ electronic product in domestic 
household waste.
Product Category: With reference to the equipment types in the WEEE directive Annex 1, this product 
is classifi ed as a “Monitoring and Control instrumentation” product.

Do not dispose of electrical appliances as unsorted municipal waste, use separate collection facilities.  

Contact your local government for information regarding the collection systems available.  If electrical 
appliances are disposed of in landfi lls or dumps, hazardous substances can leak into the groundwater 
and get into the food chain, damaging your health and well-being.  

When replacing old appliances with new one, the retailer is legally obligated to take back your old ap-
pliances for disposal.

Proposition 65 Warning for California Residents

WARNING: Cancer and Reproductive Harm - www.P65Warnings.ca.gov.   

This product may contain chemicals known to the State of California to cause cancer, birth defects, or 
other reproductive harm
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SAFETY PRECAUTIONS
The following general safety precautions must be observed during all phases of operation, service, 
and repair of this instrument. Failure to comply with these precautions or with specifi c WARNINGS 
elsewhere in this manual may impair the protection provided by the equipment. Such noncompliance 
would also violate safety standards of design, manufacture, and intended use of the instrument. 

IET Labs assumes no liability for the customer’s failure to comply with these precautions.

The 1986 complies with IEC61010-1 Safety requirements for electrical equipment for measurement, 
control and laboratory use.

The 1986 is an indoor use product.

DANGEROUS PROCEDURE WARNINGS
Comply with all WARNINGS - Procedures throughout in this manual and instructions on the 
instrument prevent you from potential hazard. These instructions contained in the warnings must 
be followed.

BEFORE APPLYING POWER
Verify that all safety precautions are taken. Make all connections to the instrument before applying 
power. Note the instrument’s external markings described under “Safety Symbols”.

     • DO NOT Operate in an Explosive Atmosphere
     • Do not operate the instrument in the presence of infl ammable gasses or fumes 
     • Operation of any electrical instrument in such an environment clearly constitutes a safety  
hazard
     • Use Caution around live circuits and whenever hazardous voltages > 45 V are present
     • Operators must not remove instrument covers 
     • Component replacement and internal adjustments must be made by qualifi ed maintenance 
personnel only 
     • DO NOT substitute parts or modify the instrument
      • When working with high voltages; post warning signs, train personnel and keep unauthorized 
personnel away.

To avoid the danger of introducing additional hazards, do not install substitute parts or perform 
unauthorized modifi cations to the instrument.  

Return the instrument to an IET Labs for service and repair to ensure that safety features are maintained 
in operational condition.
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CONDENSED OPERATING INSTRUCTIONS

TO ACTIVATE THE  INSTRUMENT:  
Set   1986 controls  to   1 kHz, 114 dB   and   
CALIBRATED SPL; listen   for   1- kHz audible 
tone. If no tone is present, replace battery (see  para  
2.4).

TO CALIBRATE A SOUND-MEASURING 
INSTRUMENT:
a. 

 

b.   Remove transducer  from  storage compartment  
and   mount on   microphone  of instrument under 
test; use appropriate adaptor if necessary (see  para  
2.7).

c.   To   calibrate  sound-measuring  instrument   
(daily    procedure),   perform   Sensitivity  Test  
outlined below; to verify conformity of  sound-
measuring instrument  with specifi cations called   
out  by  ANSI   or   IEC  Standards (refer to  para  
2.9.1).  perform other 4 tests outlined below at 
periodic intervals.

d.  If desired, use charts on  Page 6-10 to 
record results.

e.  When  testing is completed, replace transducer 
in storage compartment.

DAILY CALIBRATION -Perform before and 
after  each day’s use:
Sensitivity Test. 
a.   Set    1986:  CALIBRATED SPL,  1  kHz,   
LEVEL to  nearest level   commonly measured .

b.   Set   instrument   under  test:   LEVEL  RANGE  
to   measure  high   on   scale   for LEVEL set   in  
step a,  FAST or  SLOW   response, WEIGHTING 
as  desired (normally, A WEIGHTING).

c.   Read    level   on    instrument   under  test    
and   adjust  its   calibration control to indicate the  
LEVEL selected in step a.

d.   A  correction  must    be  applied  to  above 
reading for   various microphones at frequencies of   
1  kHz   or   greater.  Refer to  Table A   (following 
these  instructions) for  correction.

PERIODIC VERIFICATION - Perform at regular, 
periodic intervals (6 mo- 1 yr)  or when  trouble is 
suspected:

Frequency-Weighting Test.
a.  Set  1986: 1 kHz,  114 dB,  CALIBRATED SPL.

b.  Set   instrument  under test:  LEVEL RANGE to 
measure 114 dB  high  on  scale, FAST  or SLOW  
response, A WEIGHTING.

c.  Adjust sensitivity of  instrument under test  to 
level  of  114 dB  (apply appropriate correction 
from Table A that follows these instructions).

d.  Select other fi ve   FREQUENCY settings  on   
1986, and  note indications; apply appropriate cor-
rection each  time. Compare levels  to weighting 
tolerances in Table 2-1 of  manual.

e.   Repeat step a  for  B and  C weighting, if de-
sired, and  check tolerance in  Tables 2-2 and  2-3.

 Linearity and  Tracking Tests.
a.  Set  1986: 1 kHz, 114 dB,  CALIBRATED SPL.

b. Set   instrument  under test:  LEVEL RANGE to  
measure 114 dB  high  on  scale, FAST response, A 
WEIGHTING.

Carefully inspect the transducer and cable for  
any damage.   
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c.  Note  reference reading on  instrument under 
test.

d.   Indicator Linearity. Decrease 1986  LEVEL in  
10 dB  steps, and  note  if reading on  instrument 
under test responds in corresponding 10 dB  steps. 
Tolerances are  listed in Tables 2-4, 2-5 of  manual.

e.  LEVEL  RANGE    Control  (Attenuator)  
Tracking  Accuracy.   Repeat  steps  a through  c;   
decrease   LEVEL    RANGE control  on   instru-
ment  under  test   in  10 dB (or   20 dB)    steps,  
and   make  corresponding   changes  with    1986  
LEVEL    control. Readings should agree, within 
tolerances listed  in Table 2-6 of  manual.

Dynamic-Characteristics Test.
a. Set   instrument  under  test :   LEVEL  RANGE 
as  desired,  FAST response, A WEIGHTING.

b.  On  1986: set  VARIABLE SPL  to set  fast/slow 
(reference), any   FREQUENCY (1   kHz   is  auto-
matically  generated for   this  test), adjust LEVEL   
and  SPL   ADJUST to set  reference  level at 4 dB  
below upper limit  of  indicator.

c.  On  1986, set   VARIABLE SPL  to fast to  pro-
duce 200 ms tone  bursts to  test FAST    indicator  
response.  Note    maximum  reading.  (HINT:  To   
check   maximum meter    response, it   may   be   
helpful  to   slide   a  card   parallel   with   needle   
over   meter scale  to  point at which   MAXIMUM 
excursion of  needle just  becomes visible.)

d . Set   instrument  under test   to  SLOW   re-
sponse. On   1986, set  VARIABLE  SPL to   slow   
to   produce  500 ms  tone  bursts  to  test   SLOW   
response.  Note   maximum reading.

e. Compare both   FAST and   SLOW  maximum  
readings with   tolerances in  Table 2-7 of  manual .

RMS-Accuracy (Crest-Factor-Capacity)  Test.
a.  Set  instrument under test: LEVEL  RANGE as 
desired ( 100 dB  maximum upper limit) , FAST or 
SLOW  response, C or  FLAT WEIGHTING.

b.  On  1986: set  VARIABLE SPL  to set  crest fctr  
(reference), any   FREQUENCY (2  kHz   auto-
matically  generated),  adjust  LEVEL and   SPL   
ADJUST controls to  set reference level at  2 dB 
below upper limit  of  indicator.

c.  On   1986, set   VARIABLE SPL  to crest factor 
to  produce a  tone-burst  signal with   crest  factor 
of  3; this  tests rms  accuracy of  instrument under 
test.  Note  change in reading.

d .  Compare change in reading with  tolerances in 
Table 2-8 of  manual.

MICROPHONE CORRECTIONS.
The  following table (Table  A)  lists corrections, 
for  various microphones, that are to be  applied to 
the  reading of  an  instrument being calibrated by 
the  1986; these correc tions are only applicable at 
the high  frequencies (1 kHz,  2 kHz and  4 kHz) of  
the  1986. The  corrections listed  for  microphones 
designed for  free-fi eld response (either perpendicu-
lar  or   random  incidence)  incorporate  pressure-
to-free-fi eld,  high -frequency  and microphone-
volume corrections; corrections listed  for  micro-
phones designed for pres  sure response  incorporate 
high-frequency and microphone-volume correc-
tions. These corrections are  discussed in  para  2.11  
and  2.12,  and must  be applied  when  either  a 
Sensitivity Test or a Frequency-Weighting Test is 
performed. The applicable correction (in  dB)  is 
to be added to the reading of the instrument under 
test before comparing it with the  calibrated output  
of  the  1986   (shown  on  its  panel  by  the posi-
tion of  the LEVEL switch)
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           Table A 
       MICROPHONE CORRECTIONS*

           1·kHz      2-kHz   4-kHz 
Microphone    GR Adaptor   Correction    Correction Correction
Mfr.& Type         Used         (dB)       (dB)  (dB)
------------------------------------------------------------------------------------------------------------------------------------
Random-Incidence-Response
Microphones:
GR 1961-9610 or -9601   none          0.0         0.1         1.2 
      (1 in. electret)
GR 1962-9610 or -9601   1987-7061        0.0         0.1        1.0 
      ( 1/2 in. electret)
GR 1971  (1 in. ceramic)   none          0.0         0.1        1.2
GR 1983  Sound-Level Meter   1987-7061        0.0         0.2         1.1 
      (1/2 in. ceramic)
GR 1954 Noise Dosimeter  1987-7076 &         0.0         0.1         0.5 
      (3/8 in. ceramic)    1987-7095
Shure Bros. Model 98108   1987-7066        0.0        ---        ---
      (1-1/8 in. ceramic)

------------------------------------------------------------------------------------------------------------------------------------
Perpendicular-Incidence  
Response Microphones:
GR 1961-9611 or -9602   none          0.3         1.0        3.5 
      (1 in. electret)
GR 1962-9611 or -9602   1987-7061        0.1         0.4         1.8 
      (1/2 in. electret)
B & K 4131/45 (1 in. condenser)  5855-6920        0.3         1.2        3.5  
     (O-ring)
B & K 4133/65 (1/2 in. condenser) 1987-2050        0.0        0.3        1.0
B & K 4135 (1/4 in. condenser)  1987-2060        0.0        0.0       -0.2
------------------------------------------------------------------------------------------------------------------------------------
Pressure-Response Microphones (GRID ON) 
Western Electric 640AA,              none          0.0        -0.2       -0.5
      B & K 4160   (1 in. condenser)
Tokyo Riko MR103    none         0.0       -0.2      - 0.5
      (1 in. condenser) 
B & K 4132** (1 in. condenser)  5855-6920         0.0        0.2        0.6
     (O-ring)
B & K 4134  (1 /2 in. condenser) 1987-2050        0.0        0.0        0.2
B & K 4136  (1/4 in. condenser)  1987-2060        0.0        0.0       -0.4
------------------------------------------------------------------------------------------------------------------------------------
* Measurement Conditions:   Atmospheric Pressure, 760 mm  (30 in.)  of  Hg., Temperature, +20°C  (68°F).

** Additional microphone-volume corrections required at  lower frequencies; refer  to Table  2-13.
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Chapter 1 

INTRODUCTION

1.1 PURPOSE

The  GR/IET  1986 Omnical   is a comprehensive 
sound-level calibrator capable of testing all  the   ba-
sic  characteristics of  a  sound-measuring instrument  
with  the  exception  of directivity. It is intended for  
use,  in fi eld  or  laboratory calibration, on  a wide 
variety of  sound level meters, analyzers, or  sound 
measuring systems that  use  microphones adaptable 
to its cavity.

1.2 DESCRIPTION

The  GR/IET 1986 Omnical   produces 6 steady-
tone octave frequencies in  the  range  of 125  Hz 
to 4000 Hz, at  5 calibrated sound-pressure levels 
(SPL)  that increase  in 10 dB steps  from  74  dB  
to  114 dB.  In addition, it generates various  tone 
bursts  to verify  the dynamic characteristics and  
rms accuracy of a sound-level -meter  detector and 
indicator. The cavity  of the  1986 will accommodate 
all GenRad 1 in. electret-condenser microphones, 
GenRad  l in . ceramic microphones, the   Western   
Electric 640AA  (or  equivalent)  microphone, and  
the  Tokyo  Riko  MR103 microphone. The  1986 
is also  supplied with  an adaptor that mates with  
GenRad 1/2 in. electret-condenser microphones. An 
optional adap tor   set   is available   to accommodate 
the  3/8 in. microphone used  on  the  GR  1954. 
Noise  Dosimeter, the   Bruel and Kjaer  1 in.,  1/2 in., 
and  1 /4 in.  microphones, and  the  Shure Brother’s 
Model 98108 1-1/8 in. microphone.

1.3 CONTROLS, INDICATORS AND 
CONNECTORS

Figure 1-1 illustrates controls, indicators and  con-nectors on 
the  GR/IET 1986; Table  1-1 describes these 

 
items.

The 1986 is powered via a 9 V alkaline battery. 
 

This should be 
checked if there is no output.

There  is an internal PICO II Very Fast-Acting Fuse 0.125 
A, 125 Vdc axial fuse soldered to the main PCB board. 

 
Littlefuse part number 0251.125MXL. This should only be 
replaced by qualifi

 
ed personnel.

1.4 ACCESSORIES

Model 
 
GR/IET 

 
1986-9700 

 
signifi

 
es 

  
the 

 
instrument and 

 

some 

 
included accessories 

  
that are 

 
delineated 

 
in 

 

Table 

  

1-2; 

Figure 

 

1-2 

 

illustrates these accessories (the 

  

carrying 
case 

 

shown 

  

is 

 

included in the 

 

GR 

 

1986-9700 

 

package). 

Figure 1-3 

 

illustrates 

 

the 

  

optional 

 

GR 

 

1987-9600 

 

Microphone Adaptor Set, an 

 

accessory available 

  

by 

 

order

  

; 

 

the 

 

adaptors in 

 

this 

 

set 

 

are described in Table 

 

1-3.



6

1986

  Introduction



7

1986

  Introduction

Fig 1-1 
Reference Name Description Position(s) Function

1
Transducer 
Assembly

Extendable assembly 
containing electro-
magnetic transducer

Stored or 
extended

Provides acoustical 
output to calibrate 
a sound measuring 
instrument

2

3
Storage 

Compartment

Allows storage of 
extension cable and 
transducer assembly

4
Battery 

Compartment
Recessed in housing 
access via cover

9 V alkaline battery that 
powers instrument

5 FREQUENCY
6 position rotary 
switch

4 k, 2 k, 1 k, 
500, 250, 125 
Hz.

Selects frequency of 
calibrated output level 
in CALIBRATED SPL 
mode, disable in other 5 
VARIABLE SPL modes

6 LEVEL
6 position rotary 
switch

POWER OFF, 
114, 104, 94, 
84, 74 dB

Disconnects instrument 
from battery, Selects 
calibrated output level 
in CALIBRATED SPL 
mode;  selects nominal 
output in 4 VARIABLE 
SPL modes.

7 AC output

Miniature phone jack, 
0.097”, Switchcraft 
Type TR-2A.  Accepts 
Switchcraft Type 850 
miniature phone plug

Provides nominal output 
output of 230 mV for 114 
dB SPL

8 Variable SPL 
6 position rotary 
switch

Calibrated SPL

Selects calibrated 
output level at selected 
FREQUENCY and 
LEVEL

Set fast/slow
Calibrator generates 
continuous 1 kHz tone at 
selected nominal LEVEL

fast

Calibrator generates 
continuous 1 kHz tone 
bursts, each burst has 
200 mS duration every 
2 s.  
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Fig 1-1 
Reference Name Description Position(s) Function

slow

Calibrator generates 
continuous 1 kHz tone 
bursts, each burst has 
200 mS duration every 
10 s.  

set crest factor

Calibrator generates a 
continuous 2 kHz tone at 
LEVEL selected.  Adjust 
with SPL ADJUST knob 
to set reference for crest 
factor test

crest factor
Calibrator generates a 
series of pulses with a 
crest factor of “times 3”

9 SPL ADJUST
1 turn continuous 
potentiometer

Used in conjunction with 
LEVEL control, allows 
continuously variable 
level from 72 dB to 118 
dB in fast and slow mode 
or from 75 dB to 111 dB 
in crest factor mode

10 Extension cable 61 cm (2 ft) cable

Allows extension of the 
transducer assembly 
to the instrument being 
calibrated

11
Adaptor (supplied 
with 1986-9700)

1/2” GR microphone 
adapter 

12 cavity 1” microphone cavity
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For convenience to the user, the pertinent specifi ca-
tions are given in an OPERATING GUIDE affi xed 
to the case of the instrument.  Figure 2-1 shows a 
typical example.

Output sound-pressure levels: 74, 84, 94, 104, 
or 114 dB re 20 μPa *

Nominal output frequencies: 125, 250, 500, 1000, 
2000 or 4000 Hz

Actual output frequencies: Preferred per ANSI 
S1.6-1960 and  ISO R266: 125.9, 251.2, 501.2, 
1000,  1995 or 3981 Hz ±3%.

Reference conditions:   
Temperature: 20°C (68°F)  
Atmospheric pressure: 1013 mbar (760 mm 
of Hg)  
(30 in. of Hg) 
Relative humidity: 65% 

Microphone effective volume:  0.5 cm3  
(0.03 in.3 ) (nominal for GR  1961 Electret-Condenser 
Microphone)

Accuracy  of  sound-pressure Level:  Understated 
reference environmental  conditions;

114 dB  SPL all frequencies, except 4 kHz , for 
cavity  alone  or  when used  with any  adaptor 
(except 1⅛” adaptor): ±0.25 dB  
114 dB SPL at 4 kHz:  ±0.5 dB  
At output levels other than 114 dB SPL, tolerance  
is increased by:  ±0.1  dB
1⅛” adaptor:  ±0.5 dB  at  1 kHz  only

Temperature coeffi cient  of  sound-pressure level:  
Less  than   ±0.02 dB/°C for all  frequencies except 
4000 Hz

Tone-burst  signals: Test signals  provided as pre-
scribed by ANSI S1.4-1971; IEC  Publications  123-
1961. 179-1973 and 179A-1973;and Consolidated  
Revision of IEC Publications 123 and 179.  In tone  
burst modes,output can be either continuous (SET 
FAST/SLOW or SET  CREST FACTOR) or series  
of bursts (FAST, SLOW  or CREST FACTOR), as 
selected. Level is uncalibrated and continuously 
adjus table. 

In FAST or SLOW, peak  amplitude of tone burst is 
identical to that of continuous signal.  

In CREST FACTOR, rms  value of tone  burst se-
quence is identical to that of  continuous signal.

FAST: repeated tone bursts at 1 kHz, 200 ms duration  
every 2 s, for measuring sound level meter FAST rise  
response;amplitude is contin uously variable from 72 
dB to 118 dB re 20 μPa; background level is 20  dB  
below burst level. 

SLOW: repeated tone bursts at 1 kHz, 500 ms dura-
tion  every 10 s, for  measuring sound-level-meter 
SLOW rise response; amplitude is continuously vari-
able from 72 to 118 dB re 20 μPa; background level 
is 20 dB  below burst  level. 

CREST FACTOR : repeated tone  bursts at  2 kHz, 
5.5 ms duration, 40-Hz repetition rate, crest  factor 3, 
for measuring rms  detector-indicator accuracy and  
amplifi er  crest-factor capacity ; rms amplitude  is  
contin uously variable from 75 to 111 dB re 20 μPa.

Variable sound-pressure-level  control:  Enabled 
only in tone-burst modes. Provides 11 dB of 
adjustment

Chapter 2

SPECIFICATIONS
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Electrical  output:  Output provided from nominal 600 Ω 
shortable source. Voltage proportional to sound pressure; 
230 mV  ±30 mVrms nominal output corresponding to 
114 dB SPL

Distortion: <1% THD acoustical or electrical

Power: Powered by 9 V alkaline battery; battery 
provides at least 8 h continuous operation

Battery test:  Internal circuitry checks  condition 
of  battery continu ously with automatic  instrument 
shutdown when battery voltage falls below accept-
able range

Microphone coupling: Transducer  cavity  accom-
modates following 1” microphones: GenRad 1961 
electret-condenser, and GenRad 1971 ceramic

Temperature: 

Operating: -10°C to +50°C (+14°F to +122°F)
Storage: -40°C to +70°C (-40°F to +140°F), 
with battery removed 

Humidity: 0% to 90%  R.H. non-condensing, 
operating

Dimensions: (wxhxd):  Approximately  280 x 67 x 165 
mm (11 x 2.625 x 6.5  in.) 

Weight: Approximately 1 kg  (2.2  lb)

Battery test:  Internal circuitry checks  condition of  
battery continu ously. Automatic  instrument shutdown 
when battery voltage falls below acceptable range.

Microphone coupling: Transducer  cavity  accom-
modates following 1-in. microphones: GenRad 1961 
electret-condenser, GenRad 1971 ceramic 

Accessories supplied: Coupler-adaptor to  accommo-
date GR 1962 1/2-in. electret-condenser• microphone 
and  GR  1983 Sound-Level Meter  microphone;  
battery;  instruction manual; carry case.

Accessories available:  Adaptor set that in-
cludes coupler-adaptor for 3/8-in. GR 1954 
Noise  Dosimeter microphone; coupler-adaptors 

and  “O”  ring for 1 in., 1/2 in. and  1/4 in. 
Bruel and Kjaer microphones. Carrying case.

- - - - - - - - - - - - - - - - - - - - - - - - - - - - - - -
Environmental:

This product complies with the WEEE 
D i r e c t i v e  ( 2 0 0 2 / 9 6 / E C )  m a r k i n g 
requirements. The affi xed label indicates that 
you must not discard this electrical/electronic 
product in domestic household waste.

Product Category: With reference to the equipment types 
in the WEEE Directive Annex I, this product is classed 
as a “Monitoring and Control instrumentation” product.

* In the  international  system of  units  (SI) the unit  
of  pressure is the  pascal (Pa); 1 Pa  = 1 N/m2   =  10 
dynes/cm2 =  10-2  mbar.

REF:  “The  International System of  Units (SI)”,  U.S. 
Dept. of Commerce,  National   Bureau of  Standards, 
NBS Special Publica tion  330.  SD Cat. No. C13.  
10:330/2,  U.S. GPO, Washington, D.C. 20402.
*U.S. Patent 4,070, 741.



Introduction-Section 1 

1.1 PURPOSE 

The GR 1986 Omnical is a comprehensive sound-level calibrator capable of testing 
all the basic characteristics of a sound-measuring instrument with the exception of 
directivity. It is intended for use, in field or laboratory calibration, on a wide variety 
of sound-level meters, analyzers, or sound-measuring systems that use microphones 
adaptable to its cavity. 

1.2 DESCRIPTION. 

The ~ R 1986 Omn ica I produces 6 steady-tone octave frequencies in the range of 
125Hz to 4000 Hz, at 5 calibrated sound-pressure levels (SPL) that increase in 10-dB 
steps from 74 dB to 114 dB. In addition, it generates various tone bursts to verify the 
dynamic characteristics and rms accuracy of a sound-level-meter detector and indicator. 
The cavity of the 1986 will accommodate all GR 1-in. electret-condenser microphones, 
G R 1-in . ceramic microphones, the Western Electric 640AA (or equivalent) micro
phone, and the Tokyo Riko MR103 microphone. The 1986 is also supplied with an 
adaptor that mates with GR 1/2-in. electret-condenser microphones. An optional adap
tor set is available to accommodate the 3/8-in. microphone used on the GR 1954 
Noise Dosimeter, the B & K 1-in., 1/2-in., and 1/4-in . microphones, and the Shure 
Brother's Model 98108 1-1/8-in. microphone. 

1.3 CONTROLS, INDICATORS AND CONNECTORS. 

Figure 1-1 illustrates controls, indicators and connectors on the GR 1986; Table 1-1 
describes these items. 

1.4. ACCESSORIES. 

Model GR 1986-3000' signifies the Omnical Sound-Level Calibrator only, with no 
accessories. Model GR 1986-9700 signifies the instrument and some included acces
sories that are delineated in Table 1-2; Figure 1-2 illustrates these accessories (the 

 carrying case shown is ncluded in the GR 1986-9700 package). Figure 
1-3 illustrates the optional G R 1987-9600 Microphone Adaptor Set, an accessory 
available by order from Gen Rad; the adaptors in this set are described in Table 1-3. 



TOP SECTION 
SHOWN SEPARATELY 

STORED 

3 

4 

1 

EXTENDED 

Figure 1-1 . Controls, indicators and connectors. (NOTE: 1986 shown upright for illustrative purpose 
only; proper position is resting on feet.) 



Table 1-1 

CONTROLS, INDICATORS AND CONNECTORS 

Fig. 1-1 

Ref. Name Description Position(s) Function 

Transducer Extendable assembly Stored or Provides acoustical output 
Assembly containing electro- extended to calibrate a sound-

magnetic transducer. measuring instrument. 

3 Storage Opening 10 top Allows storage of exten-
Compartment section; guides and sion cable (coiled) and 

retaining clips on transducer assembly. 
housing position 
and secure trans-
ducer assembly. 

4 Battery Recess in housing; Contains 9-V alkaline 
Compartment access obtained via battery that provides 

hinged cover. instrument power. 

5 FREQUENCY 6-position rotary 4k, 2k, 1 k, Selects frequency of cal i-
switch. 500, 250, brated output level in 

125 (Hz) CALIBRATED SPL mode; 
disabled in other five 
VARIABLE SPL modes. 

6 LEVEL 6-position rotary POWER Disconnects instrument 
switch. OFF from internal battery 

source. 

114, 104, Selects calibrated output 
94, 84, level re 20 p, Pa in 
74 (dB) CALIBRATED SPL mode; 

selects nominal output in 
other 5 VARIABLE SPL 
modes that is adjustable 
with vernier SPL ADJUST 

control. 

7 AC OUTPUT Miniature phone- Provides nominal output of 

jack, .097-in. 230 mV for 114-dB SPL. 

diameter, Switch-
craft T ype TR -2A. 
Accepts Switch-
craft Typ~ 850 
miniature phone 
plug. 



Table 1-1 (Cont.) 

Fig. 1-1 

Ref. Name Description Position(s) Function 

8 VARIABLE 6-position rotary CALl- Calibrator generates 
SPL switch. BRA TED continuous output deter-

SPL mined by FREQUENCY 
and LEVEL controls. 

set fast/slow Calibrator generates con-

tinuous 1-kHz tone at 
·LEVEL selected (adjust-

able with SPL ADJUST); 
used to set reference for 
FAST and SLOW tone-

burst tests. 

fast Calibrator generates con-
tinuous series of 1-kHz 

tone bursts; each burst has 
200-ms duration every 2 s. 

slow Calibrator generates con-
tinuous series of 1-kHz 
tone bursts; each burst has 
500-ms duration every 10 s. 

set crest fctr Calibrator generates con-
tinuous 2-kHz tone at 
LEVEL selected (adjust-
able with SPL ADJUST); 
used to set reference for 

crest-factor tests. 

crest factor Calibrator generates continuous 
series of 2-kHz tone bursts with 
crest factor of '"times 3.'" 

9 SPL ADJUST 1-turn continuous When used in conjunction 

potentiometer . with LEVEL control, 
allows continuously vari -

able level from 72 dB to 
118 dB in fast or slow 
mode, or from 75 dB to 
111 dB in crest factor 

mode. 

10 Extension 61-cm (2-ft.) Allows extension of trans-

Cable cable. ducer assembly to instru-
ment being calibrated. 

11 Adaptor 1 /2-in. microphone Allows tight pressure 

(supplied with adaptor. coupling of transducer to 

GR 1986- 1/2-in. microphone. 

9700) 

12 CavitY 1-in. microphone Allows tight pressure 
cavity. coupling of transducer to 

1-in. microphone. 
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-..____ CASE 

9-V 
ALKALINE 
BATTERY 

1987-7061 
%-IN . MICROPHONE 
ADAPTOR 

Figure 1-2 . GR 1986-9700 package 

- Table 1-2 

GR 19S6-9700 PACKAGE 

Description 

Omnical Sound-Level Calibrator, instrument only 
Adaptor for 1 /2-in . Microphone 

Batter , 9-V Alkal ine 

Instruct ion Manual 

GR 
Part Number 

1986-3000 
1987-7061 
8410-3400 

1986-Q100 

   

Carry case 



1987-7066 
1-1/8 IN. 
ADAPTOR 

1987-2050 
1/2-IN. 
ADAPTOR 1 

1/4-IN. 

ADAPTOR 

"0"-RING 

Figure 1-3. GR 1987-9600 Microphone Adaptor Set. 

Table 1·3 

ACCESSORIES AVAILABLE 

Description 

Carrying Case for 1986-3000 
Microphone Adaptor Set, consists of: 

1-6 

"0"-Ring (forB & K Type 4131 /32 1-in . microphone) 
Adaptor (forB & K Type 4133/34 1/2-in. microphone) 
Adaptor (forB & K Type 4135/36 1/4-in. microphone) 
Adaptor (for Shure Bros. Model 98108 1-1 /8-in. microphone)

1987-7076 
3/8-IN. 

ADAPTOR 

GR 
Part Number 

1986·9600 
1987-9600 
1987-1800 
1987-7076 
1987-7095 
5855-6920 
1987-2050 
1987-2060 
1987-7066 

Bob Brown
Rectangle

Bob Brown
Rectangle

Bob Brown
Rectangle

Bob Brown
Rectangle



Operation - Section 2 

2.1 UNPACKING AND INSPECTION. 

If the shipping carton is damaged, ask that the carrier's agent be present when the 
instrument is unpacked. Inspect the instrument for damage (scratches, dents, broken 
parts, etc). If the instrument is damaged or fails to meet specifications, notify the carrier 

the shipping 
carton and the padding material for the carrier's inspection. 

The battery must be installed in the 1986 to make it operable; para 2.2 gives the 
procedure for battery installation . 

 ,              
provide an optimum operating life.* A new a lkaline battery will provide approximately 8 
h of continuous operation. To install the battery, proceed as follows: 

a. Orient the 1986 so that the battery compartment is accessible (see Figure 2-1) . 
b. Loosen the captive thumbscrew that secures the hinged battery-compartment 

door, grasp the knurled head of the screw, and pull the door open. 
c. Before inserting the battery, observe its polarity with respect to the battery 

outline shown inside the compartment (indicated also in Figure 2-1 ). 
d. Push the bottom of the battery against the foam to compress it, and 

simultaneously push the other end of the battery (terminal end) into the compartment 
such that it is firmly seated and makes contact with the spring-metal contacts. 

e. Close the battery-compartment door and tighten the thumbscrew. 

2.3 BATTERY CHECK. 

If the battery voltage is not adequate, there will either be no acoustic output from 
the calibrator, or the output will cut out at higher dB levels after being on for a short 
while . 

· NOTE 
If the output does cut out, it can appear to be the result of a faulty 
LEVEL switch, when in actuality it is the result of a low battery. 

To check for sufficient battery voltage, proceed as fol lows: 
a. Set: FREQUENCY . 1kHz 

LEVEL . 114 dB 
VARIABLE SPL CALIBRATED SPL 

*GenRad recommends Mallory MN 1604 or Eveready 522. 

.... .. 

IET Labs at sales@ietlabs.com 



MINIATURE JACK 
COVER 

TERMINAL 
(+t 

• 

TERMINAL 

H 

ALKALINE COVER 
BATTERY (OPENED) 

Figure 2-1. Battery compartment and AC OUTPUT jack. (NOTE : Instrument shown in this position 
for illustrative purpose only ; proper position is resting on feet.) 

b. If the battery is up to operating voltage, a constant tone will be heard. If the 
tone cuts out or is nonexistent, replace the battery (refer to para 2 .2). 

2.4 BATTERY REMOVAL. 

CAUTION 
If the 1986 is to be out of use for a period of 6 months or more, the 
battery should be removed to prevent corrosion at its terminals. 

To remove the battery for replacement or storage, proceed as follows : 
a. Orient the 1986 to make the battery compartment accessible (see Figure 2-1 ). 
b. Loosen the captive thumbscrew that secures the hinged battery-compartment 

door, grasp the knurled head of the screw, and pull the door open. 
c. Place a finger, or small tool such as a screwdriver, on the terminal end of the 

battery, and push it to compress the foam at the other end; with the same finger or 
tool, pull up slightly until the battery pops out. 

2.5 DESICCANT 
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IET Labs ships the 1986 Acoustic Calibrator in a watertight case.  The 1986 should be kept in this 
case when not in use.   

 A  packet  of  silica  gel desiccant can be added to the case to minimize humidity.  These are available 
from a variety of sources such as Amazon.    



2.6 TRANSDUCER ASSEMBLY. 

The transducer assembly, which is mounted on a microphone under test, should be 

placed in its storage compartment when not being used. It is held in position by 2 

retaining fingers that clamp around its base . 

2.6.1 Transducer Removal. 

a. To remove the transducer assembly from the 1986, grasp it at the top and pull it 

straight out. The cable that connects the transducer assembly to the main instrument 
will pull out as the transducer is removed. 

b. The transducer can now be mounted on the mjcrophon~ of the sound-measuring 
instrument under test, provided it is fitted with the groper adaptor as described in para 

2.7. 

2.6.2 Transducer Storage. 

a. Before replacing the transducer in its storage compartment, loop the loose cable 
into a small coil and insert it into the compartment ahead of the transducer. 

b. Slide the transducer assembly into the compartment such that it is held by the 2 

retaining fingers. These fingers will spread and then clamp securely around the 
transducer's base as it is pushed into place. 

CAUTION 
When storing the transducer, be careful not to pinch the extension 
cable in the retaining fingers. 

2.7 MICROPHONE ADAPTORS. 

2.7.1 General. 

The transducer cavity of the 1986 will accommodate the following 1-i n. 
microphones: the GR 1961 Electret Condenser, the GR 1971 Ceramic, the Western 
Electric 640AA, and the Tokyo Riko MR1 03. Adaptors must be used for other-sized 
microphones, and for the B & K 1-in. microphone. 

The 1 /2-in. microphone adaptor, P/ N 1987-7061, is an accessory included with the 
1986 Omnical. It must be inserted into the cavity of the transducer assembly when 
calibration is being performed on an instrument with a GR 1/2-in. electret-condenser 
microphone. Adaptors for microphones other than GR 1 /2-in. and 1-in . microphones 
are available in an accessory kit, P/N 1987-9600, which is described below. 

The GR 1987-7061 Microphone Adaptor is inserted by gently pushing it into the 
cavity until the 3 detents inside the cavity fall into the groove around the outside of 
the adaptor. Make sure it is firmly seated. To remove the adaptor, grasp its outer 
flange that protrudes out of the cavity, and pull it out. 
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NOTE 
It is possible to replace the transducer 1n its storage compartment 
with the 1 /2-in. adaptor still inserted. 



2.7.2 Microphone Adaptor Set. 

The G R 1987-9600 Microphone Adaptor Set is an optional accessory available by 

order from GenRad. It includes 6 microphone adaptors that are necessary to 

accommodate various microphones on instruments under test. The base of each 

adaptor is marked with its appropriate part number; Figure 1-3 and Table 1-3 illustrate 

and describe the adaptors in this set. 

The 6 adaptors in this set are inserted in the transducer cavity as described below: 

• GR 1987-2050 Microphone Adaptor for B & K Type 4133/34 1 /2-in . 
microphone: insert in same manner as 1987-7061 adaptor. 

NOTE 
This adaptor appears similar to the G R 1987-7061 Adaptor except 

for an 0 -ring and minor dimension differences inside the B & K 
adaptor. They are not interchangeable. 

• GR 1987-2060 Microphone Adaptor forB & K Type 4135/36 1/4-in. micro

phone: insert in same manner as 1987-7061 adaptor. 

• GR 1987-7066 Microphone Adaptor for Shure Bros. Model 98108 1-1/8-in . 
microphone: insert in same manner as 1987-7061 adaptor. 

• G R 5855-6920 0-ring for B & K Type 4131 /32 1-in. microphone: place it in the 
cavity and, with the index finger, work it into the groove all the way around the inside 
of the cavity. (To remove the 0-ring, slide a small screwdriver down 1 of the 3 grooves 

in the cavity until it is behind the 0-ring, and then pry it out.) 

• GR 1987-7076 Microphone Adaptor and GR 1987-7095 Adaptor Cap for 3/8-in. 

microphone (used on GR 1954 Noise Dosimeter) -proceed as follows: 
a. Set the microphone cap (P/ N 1987-7095) flat side down on a bench or table. 

b. Insert the 3/8-in. microphone into the cap with its diaphragm side up. The 

microphone cable should slide into the groove on the side of the cap as the 
microphone is inserted. 

c. Place the GR 1987-7076 Microphone Adaptor over the cap such that the groove 

in the side of the adaptor fits over the cable from the microphone. 

d. Insert the microphone-cap-adaptor assembly into the 1986 transducer cavity in 

the same manner as the adaptor described in para 2.6.1 was installed. 

CAUTION 
Do not set the transducer on a surface subject to vibration when 

calibration is performed_. This can introduce an ambient level 
significant enough to Ca!JSe a false calibration indication, especially 
at the lower levels of the 1986. 

2.8 OPERATIONAL CHECK. 

The following suggested procedure provides a quick, audible check to determine if 
the 1986 is functioning properly. 

a. Set: FR EOUENCY _ 
LEVEL . 
VARIABLE SPL 

1 kHz 
114 dB 
CALIBRATED SPL 
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b. A constant 1-kHz tone should be audible from the calibrator; if the tone cuts 
out or is nonexistent, the battery may need replacement. 

WARNING 
Do not place the transducer assembly near the ear; its higher level 
output signals could damage hearing ability. 

c. Switch the FREQUENCY control through all its positions. The change in 
frequency should be clearly evident. 

d . Set the 1986 FREQUENCY to 1 kHz, and _ then switch the LEVEL control 
through all its positions from 114 dB to 74 dB. Tbe reduction in sound level from 1 

position to the next should be clearly evident. Notice that if the SPL ADJUST control 
is varied it has no effect on the output level. 

e. Set : LEVEL . 114 dB 
VARIABLE SPL . set fast/slow 

f . Vary the SPL ADJUST potentiometer; an increase in level should be noticed in 
the cw direction, and a decrease in level in the ccw direction. This mode is used to set 
the reference on a sound-level meter for fast and slow-response tests . 

g. Notice that if the FREQUENCY switch is changed it does not change the 
frequency of the output signal; this is fixed at 1 kHz for the set fast/slow mode. 
Changing the LEVEL switch, however, does change the level; notice that the SPL 
ADJUST provides level variation for each position of the LEVEL switch (this is true 
for every position of the VARIABLE SPL control except CALIBRATED SPL) . 

h. Return the LEVEL switch to 114 dB, and set the VARIABLE SPL switch to 

fast. Repeated 1 ,000-Hz tone bursts should be audible . These tone bursts have 200-ms 
pulse durations and are used for measuring the FAST rise response of a sound-level 
meter. The bursts are repeated every 2 s; i.e ., there is a 0.2-s pulse duration, followed 
by 1.8 s where the pulse is reduced in level by 20 dB. 

i. Set the VARIABLE SPL switch to slow. Repeated 1000-Hz tone bursts should 
be audible. These tone bursts have 500-ms pulse durations and are used for measuring 
the SLOW rise response of a sound-level meter . The bursts are repeated every 10 s; i.e. , 
there is a 0.5-s pulse duration, followed by 9.5 s where the pulse is reduced in level by 
20 dB. 

j. Set: LEVEL . 104 dB 
VARIABLE SPL set crest fctr. 

k. Vary the SPL ADJUST as before; an increase in level should be noticed in the 
cw direction, and decrease in level in the ccw direction. This mode is used to set the 
reference on a sound-level meter for crest-factor tests. 

I. Notice that changing the FREQUENCY switch does not change the frequency of 
the output signal; this is fixed at 2 kHz. Changing the LEVEL switch does change the 
level (with the exception of the 114-dB position, which is nonfunctional); the level 
variation possible with the SPL ADJUST control should be checked for each pos ition. 

m . Return the LEVEL switch to the 104-dB position and set the VARIABLE SPL 
switch to the crest factor position . Repeated 2000-Hz tone bursts should be audible. 
These rapid-succession tone bursts have 5.5-ms pulse durations and are used for 
measuring the crest-factor capacity and rms accuracy of a sound-level meter. 
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2.9 CALIBRATION OF SOUND-MEASURING INSTRUMENTS. 

2.9.1 General. 

Before a sound-level meter or analyzer is used to make a measurement or analysis, it 
should be checked to ensure that it is operational and conforms to applicable 
standards. The 1986 Omnical Sound Level Calibrator is capable of providing a wide 
variety of outputs to satisfy these needs. In particular, the calibration and verification 

tests that will be described in the following paragraphs are defined by specifications 
from the following standards: 

ANSI * S1.4-1971 

IEC R123-1961, 179-1973and 179A-1973 
I EC Consolidated Revision of Publications R 123, 179 and 179A t 
Section 3 contains direct excerpts from these standards for reference purposes; 

most of the excerpts are from the ANSI S1.4-1971 and I EC Consolidated Revision 
standards. The latter is pending final approval, and is expected to supersede the I EC 
R 123-1961, 179-1973 and 179A-1973 publications upon its final issue. t 

Throughout the operating procedure described in the remainder of this section, 
various tolerance tables are referred to when checking the characteristics of a 
measuring instrument. These tables are taken from the Standards, in portion or in 
entirety, for the convenience of the user. 

There are 5 basic tests that may be performed on a sound-level meter or analyzer 
using the 1986. They are: 

• Sensitivity • Frequency Weighting 
• Linearity and Tracking of Indicator and LEVEL RANGE Control 
• Dynamic Characteristics • RMS Accuracy (Crest-Factor Capacity) 

These 5 tests are described in the following paragraphs. The procedures are intended to 
serve as a guide for the user of the 1986; the standards and the instruction manual for 
the instrument being tested should also be consulted when necessary. A condensed 
version of these 5 test procedures is located in the front of the manual. 

NOTE 

Charts on Page 6-10 (tipout) may be used to record results of following tests. 

2.9.2 Sensitivity. 

The 1986 can check the absolute sensitivity of a total sound-measuring instrument, 
including the microphone, at a specific frequency. The sensitivity of a sound-level 
meter or analyzer is tested by placin_g_the transducer assembly of the calibrator, with a 
precisely known level, or.~ the microphone of the instrument under test. The 
instrument is then adjusted to indicate the known level. For example, if the known 
output level from an acoustic calibrator is 114 dB re 20 JJ.Pa, then the instrument being 
checked or adjusted should also read 114 dB. 

•Ref: "American National Standard Specification for Sound-Level Meters," ANSI S1 .4-1971 . 
published 1971 , American National Standard Institute, Inc., 1430 Broadway, New Yor k, N . V . 
10018. 

tsu perseded by IEC Sound Level Meter Standard 651; International Electrotechnical Commission, 

1 Rue de Varembe, Geneva, Switzerland. 
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A unique feature of the 1986 is its wide range of 5 calibrated output levels at 114 
dB, 104 dB, 94 dB, 84 dB and 74 dB. This wide range usually allows a sensitivity 

check or adjustment to be made near the level at which the measuring instrument is 

intended to be used. 

The sensitivity of a sound-level meter or analyzer is normally checked at a reference 

frequency of 1 kHz. The following procedure is suggested as a means to check and 
adjust the sensitivity of an instrument. Figure 2-3 shows the setup for this sensitivity 

test with a typical sound-level meter. 

CAUTION 
Ambient sources of noise or vibration caru:ause a false calibration 
indication; this can be especially significant at the lower levels of the 
1986. 

a. The 1986 offers a choice of 5 calibrated output levels. Select the level closest to 
the level that is to be used for measurement by the instrument under test. Use a level 
of 114 dB or 94 dB if the level at which measurements will be made is not known. 

b. On the instrument under test, set the LEVEL RANGE control to the lowest 
possible setting that allows the upper limit of its range to be above the 1986 LEVEL 

selected in step a. The instrument may be set to FAST or SLOW response and the 
weighting characteristic (FLAT, A, B or C) that is to be used for measurement. 

c. Set the 1986 as follows: 

2-8 

FREQUENCY. 1kHz 

LEVEL . 
VARIABLE SPL 

as chosen in step a 
CALIBRATED SPL 

Figure 2-3. Typical calibration setup with a GR 1565-B Sound-Level Meter. 
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d. Place the 1986 transducer, with the correct microphone adaptor, on the 
microphone of the instrument under test. 

e. Read the level indicated by the instrument under test, and adjust its sensitivity 
control to indicate the level selected in step a. 

f. It may be necessary to apply corrections to the reading obtained in step e; the 

amount of correction is dependent upon the particular microphone being used. 
Microphone corrections due to pressure-to-free-field calibration differences (para 
2.11) and microphone-effective-volume variations (para 2.12) are combined in the 
correction values listed in Table A of the Condensed Operating Instructions. Normal 
variations in temperature and atmospheric pressure near sea level will have negligible 
effect on the sound-pressure level developed by the 1986. Altitude-variation 
corrections are given in para 2.10 for applications where they are required . 

g. An example of a microphone correction follows: 

Conditions of Measurement: 

FREQUENCY ...... . .. . ...... 1 kHz 
Microphone Type .............. G R 1962-9611 

1 /2-in. electret, flat perpendicular 
Correction from Table A of Condensed Operating Instruction: 0 .1 dB. 

For this example , the sensitivity of the instrument under test is adjusted for an indica
tion of 0.1 dB below the 1986 LEVEL selected in step a. Thus, if the 1986 LEVEL 
control is set to 114 dB, adjust the measuring instrument's sensitivity for a reading of 
113.9dB. 

2.9.3 Frequency-Weighting Characteristics. 

There are 3 frequency-weighting characteristics, any one or all of which may be 
included on a sound-level meter. These 3 weightings are designated A, Band C, and are 
illustrated graphically in Figure 2-4. 
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Figure 2-4. Frequency-weighting characteristics as specified in ANSI and IEC standards for sound
level meters. 
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The standards for sound-level meters require that the frequency characteristics tor 
these weightings be maintained within certain tolerance limits referred to the nominal 
response shown in Figure 2-4 . Three types of sound-level meters (Types 1, 2 and 3) are 
specified by the ANSI and IEC Standard, each having different tolerance limits for the 
weighting characteristics; the I EC Standards also specify a fourth type of meter, the 
Type 0 meter. Tolerances are tightest for the Type 0 instrument. and broadest for the 

Type 3 instrument. 
The 1986 allows a frequency-weighting check of a sound-level meter at 6 

frequencies from 125 Hz to 4,000 Hz. Since the responses of all 3 weightings are 
identical at 1 kHz (see Figure 2-4), the reference is established at this frequency ; then, 
the response of the meter is checked at frequeri_cies above and below the 1-kHz 
reference level. The following procedure is suggested as a means to check the weighting 
response of a sound-level meter, which should be within the required tolerance 
specified for its type. 

a. On the instrument under test, set the LEVEL RANGE control to 120 dB full 
scale. If it does not have a 120-dB full-scale range, use the highest full -scale setting. 
The instrument may be set to FAST or SLOW response and the weighting 
characteristic (A, B or C) that is to be checked. 

b. Set the 1986 as follows : 
FREQUENCY . 

LEVEL . 
VARIABLE SPL 

1 kHz 

114 dB 

CALIBRATED SPL 
c. Adjust the sensitivity of the instrument under test for an indication that 

corresponds to the 114-d B level. This level is often 114 dB, but may be several tenths 
of a dB less, depending on the correction required for a particular microphone. Some 
microphones require no correction . Refer to Table A of the Condensed Operating 
Instructions for correction information. 

d. Select, in turn, each of the other 5 FR EOUENCY switch settings on the 1986, 
while maintaining the LEVEL switch at 114 dB. Record the 5 dB readings obtained 
for each of the 5 calibrator frequencies, apply microphone corrections where necessary 
(Table A, Condensed Operating Instructions) and then compare the 5 corrected 
dB-level readings with the upper and lower tolerance limits from either Table 2-1 
(A-weighting test). Table 2-2 (B-weighting test), or Table 2-3 (C-weighting test).* Each 
of the 5 corrected levels should fall within the tolerance limits given in the appropriate 
table in order for the instrument under test to conform to the specifications of the 
standards. Note, when using these 3 tables, that it is first necessary to locate in the 
heading the meter type and standard (ANSI or I EC) that is applicable to the 
instrument under test/measurement to be performed; also, the second column from 
the left indicates the nominal dB level, for a particular weighting and frequency, as 
depicted in Figure 2-4. 

e. If it is desired to check the weighting response with respect to a reference level 
other than 114 dB, select that desired reference level on the calibrator when 
performing step b. Then, in step c, calibrate the sensitivity of the instrument at the 
desired reference level. All values listed in Tables 2-1, 2-2 and 2-3 are for a reference 

*The values in Tables 2 -1 , 2 -2 and 2 -3 are taken direc tly from the ANSI and IEC Standards. The 
tolerance of the 1986 itself has not been incorporated into these values, and should be taken into 
account when a value is at the very edge of the tolerance. 
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Freq. 
(Hz) 

125 

250 

500 

1 k; 

2 k 

4k 

Nominal level 
from Fig. 2·4 

(dB) 

97.9 

105.4 

110.8 

114.0 

115.2 

115.0 

Table 2·1 

TOLERANCE LIMITS FOR A WEIGHTING' 

ANSI and IECt 
Type 1 

96.9- 98.9 

104.4 - 106.4 

109.8 - 111 .8 

11 3.0 - 11 5.0 

114.2- 116.2 

114.0- 116.0 

Tolerances (tn dB) per Standard and Meter Type 
ANSit IECt ANSit 
Type 2 Type 2 Type 3 

95.4 - 100.4 96.4 - 99.4 94.9 - 100.9 

102.9- 107.9 1 03.9 - 106.9 102.4- 108.4 

108.8- 112.8 109.3 - 112.3 1 07.8 - 113.8 

112.0 - 116.0 112.5-115.5 111 .0 - 11 7.0 

112.2 - 118.2 113.2 117.2 111 .2 119.2 

110.5-120.5 112.0 - 118.0 109.5- 120.5 

IECt 
Type 3 

95.9- 99.9 

103.4 107.4 

108.8- 112.8 

112.0 - 116.0 

112.2 1182 

110.0 - 120.0 

· All values ltsted '"this table are for a calibrator level set at 114 dB. If another calibrator reference level is used, the dtfference 
between that reference and 114 must be subtracted from each value in this table (see para 2.9.3e,. 

tStandards referred to are ANSI S1 .4· 1971 and/or I EC Consolidated RevtSton. 
*Reference frequency for initial senstttvtty calibratton of enstrument under test. 

Table 2·2 

TOLERANCE LIMITS FORB WEIGHTING' 

Nominal level Tolerances (in dB) per Standard and Meter Type 
Freq . from Fig. 2·4 ANSI and IECt ANSit IECt ANSit 
(Hz) (dB) Type 1 Type 2 Type 2 Type 3 

125 109.8 1 08.8 - 110.8 107.8- 111 .8 108.3- 111 .3 107.3 - 112.3 

250 112.7 111 .7- 113.7 111 .2 114 .2 111.2- 114.2 110.2 115.2 

500 113.7 112.7-114.7 112.2 - 11 5.2 11~. 2 - 11 5.2 111 .2-116.2 

1 k* 114.0 113.0- 115.0 112.0 - 116.0 112.5 -115.5 111 .0 - 117.0 

2k 113.9 11 2.9- 114.9 11 0.9 - 116.9 111 .9 - 11 5.9 1 09.9 - 11 7.9 

4 k 113.3 11 2.3 - 114.3 108.8 - 118.8 110.3 - 116.3 107.8 - 118.8 

IECt 
Type 3 

107.8- 111.8 

110.7- 114.7 

111 .7 - 115.7 

112.0- 116.0 

110.9-116.9 

108.3 - 118.3 

·All values ltsted on rhts table are for a ca lobrator level set at 114 d B. If another calibrator reference level is used , the difference 
between th at reference and 114 must be subtracted from each value in this table (see para 2.9.3e). 

tStandards referred to are ANSI S1 .4· 197 1 and/or IEC Con•olodated Revisoon. 
*Reference frequency for •n•t•al sens•ttvtty caltbrarion of tnstrument u nder test. 

Nominal Level 
Freq. from Fig. 2-4 
(Hll (dB I 

125 113.8 

250 114.0 

500 114.0 

1 k* 114.0 

2k 113.8 

4k 113.2 

Table 2·3 

TOLERANCE LIMITS FOR C WEIGHTING" 

ANSI and IECt 
Type 1 

112.8-114.8 

1 1 3.0 ~ 1 1 5.0 

113.0 115.0 

113.0 - 115.0 

112.8 - 114.8 

112.2-114.2 

rolerances (tn dB) per Standard and Meter Type 
ANSit IECt ANSit 
Type 2 Type 2 Type 3 

J-l2.8 114.8 112.3 115.3 111 .8 115.8 

11 3.0-115.0 1 12.5- 1 1 5.5 11 2.0 - 116.0 

11 3.0 115.0 112.5-115.5 112.0- 116.0 

112.5 - 115.5 112.5 - 115.5 111 .5 - 116.5 

111.3 - 116.3 111 .8 - 11 5.8 110.3-1173 

109.2 - 118.2 110.2- 116.2 108.2- 118.2 

IECt 
Type 3 

111 .8 - 11 5.8 

112.0- 116.0 

112.0 - 116.0 

112.0 - 116.0 

110.8 116.8 

108.2- 118.2 

·All values listed •n th•s table are for a calibrator level set at 114 dB. If another caltbrator reference level is used , the dtfference 
between that reference and 114 must be subtrocted from each value in this table (see para 2.9.3e). 

tStandards referred to are ANSI S1.4-1971 and/or IEC Consoltdated Revosoon . 
:I: Reference frequency for tntttal senstttvtty caltbrauon of instrument under rest. 
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level of 114 dB; thus, when using 1 of these tables in step d, the difference between 

114 dB and the desired reference level must be subtracted from each value in the table 

that is used. For example, if a reference level of 104 dB is used instead of 114 dB, then 

10 dB must be subtracted from each value of the appropriate table. 

f. Return the 1986 FREQUENCY switch setting to 1 kHz. Select any other 

weighting that is desired to be checked on the instrument under test, and repeat steps 

c, d and e. 

2.9.4 Linearity and Tracking. 

Indicator-linearity errors can occur within a particular level range on a sound

measuring instrument, if the meter and/or digital display don't track accurately across 

the total span of that range. LEVEL-RANGE-control errors can result if an instrument 

does not track accurately as it is changed from one LEVEL RANGE to another. The 
tolerances for these 2 different errors are specified independently in the ANSI 

standard; in the I EC standard, tolerances are specified in one case for an overall 

linearity that includes both the indicator and the LEVEL RANGE control, and in 

another case for the LEVEL RANGE control separately. The 3 tests below describe 

the following checks for a sound-measuring instrument: 

• Indicator linearity per ANSI specifications. 

• Overall indicator and LEVEL-RANGE-control linearity per IEC specifications. 

• LEVEL-RANGE-control accuracy per ANSI and IEC specifications. 

Indicator. The indicator of an instrument can be a meter or digital display, and in 

many cases an instrument includes both of these . Indicator-linearity tolerances specify 

the accuracy of the instrument's detector-indicator. The multilevels of the 1986 allow 

this accuracy to be checked in 10-dB steps. The 1986 can perform an indicator
linearity test in the level range from 72 dB to 118 dB (the SPL ADJUST control allows 

the output to be decreased to 72 dB when the LEVEL switch is set to 74 dB, and 

increased to 118 dB for a setting of 114 dB). It should be noted that, at the lower 
sound-pressure levels, an error can be introduced if the noise level in the test area is 

high. 

ANSI Standard S1.4-1971 specifies indicator-linearity tolerances with respect to a 
full-scale reference reading. Then, as the level of the 1986 is decreased in 1 0-dB steps 
from this full-scale reference level, the indicator of the instrument under test must 
show corresponding 1 0-d B changes, within the tolerances specified by the standard. 

The procedure follows. 
a. On the instrument under test, select a full-scale range between 80 dB and 120 

dB; use the highest range possible to minimize interference from ambient noise. The 
instrument may be set to FAST or SLOW response and FLAT, Cor A weighting. 

b. Set the 1986 as follows: 
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FREQUENCY. any setting (1 kHz is generated whenever the 

VARIABLE SPL control is in set fast/slow as 
selected below). 



LEVEL . level that corresponds to 6 dB below the upper 

limit of the range selected on the instrument under 

test. 

VARIABLE SPL . set fast/slow * 
c. Set the SPL ADJUST control on the 1986 for a reference indication at the upper 

limit of the LEVEL RANGE setting on the instrument under test. 
d. Reduce the LEVEL on the 1986 in 10-dB steps. The reading on the instrument 

under test must drop correspondingly in 10-dB steps, within the tolerances indicated 
in Table 2-4 for the particular type of sound-level meter being tested. 

Combined Indicator and LEVEL RANGE Control. The following test, specified by 

the IEC Consolidated Revision Standard, addresses a linearity check differently than 
the preceding ANSI test. This test is an overall check of an instrument's linearity, 
including both the indicator and the LEVEL RANGE control. Also, in this test 

tolerances are referred to a reference level other than the full-scale reading of the 
previous test. The procedure follows. 

a. On the instrument under test, set the LEVEL RANGE control to the reference 
range;t if the reference range is not known, choose the 1 00-dB full-scale range. The 

instrument may be set to FAST or SLOW response and FLAT, Cor A weighting. 
b. Set the 1986 as follows: 

FREQUENCY. 

LEVEL . 
VARIABLE SPL 

Table 2-4 

1 kHz (or other if desired) 
94 dB• 
CALIBRATED SPL 

TOLERANCES FOR INDICATOR LINEARITY** 

Type 1 Type 2 Type 3 
Meter Tolerance Meter Tolerance Meter Tolerance 

Meter Reading on ± (0.2 dB+ 2% dB ±(0.2 dB+ 3"/o dB ± (0.4 dB+ 6% dB 
Instrument down from down from down from 
Under Test full scale) full scale) full scale) 

-10 dB down ±0.4 ±0 .5 ±1.0 

from full scale 

-20 dB down ±0 .6 ±0.8 +1.6 

from full scale 

-30 dB down ±0.8 + 1. 1 ±2.2 

from full scale 

-40 dB down ±1.0 ±1.4 ±2.8 

from full scale 

**Taken from ANSI Standard S1.4-1971. 

• It should be noted that there is a discrepancy between the setting listed here and the setting in 
the Condensed Operating Instructions. This para deals exclusively with ANSI specifications, 
where full scale is used as a reference and the 1986 must be set to set fast/slow to obtain a full · 
scale adjustment. 

tThe reference range is a range specified by the manufacturer for calibration purposes. 

•The I EC Consolidated Revision recommends 94 dB as a reference sound-pressure level. 
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c . Adjust the sensitivity of the instrument under test for an indication of 94.0 dB. 
d. Decrease the LEVEL control on the 1986 in 10-dB steps. The reading on the 

instrument under test must decrease correspondingly in 10-dB steps, within the 
tolerances indicated in Table 2-5 for the particular type of sound-level meter being 
tested. 

e. On the instrument under test, set the LEVEL RANGE control to another range 
(higher or lower); on the 1986, set the LEVEL control to levels that are within the 
range selected on the instrument under test. The readings on the instrument under test 
must agree with the level selected on the 1986, within the tolerances indicated in 
Table 2-5. 

LEVEL RANGE Control. This is a test of the error introduced when the LEVEL 
RANGE control is changed. The multilevels of the-1986 allow the LEVEL-RANGE
control accuracy to be checked in 10-dB steps per ANSI and I EC specifications. 

In order to check the LEVEL RANGE control, a reference range is first selected. 
The LEVEL RANGE control on the instrument under test is then switched to another 
range, and the 1986 LEVEL control is varied correspondingly. Ideally, the reading of 
the indicator should not change as the LEVEL RANGE control and 1986 LEVEL 
control are varied. The tolerance limits specified by the standards for the variance of 
this reading differ slightly between the ANSI Standard S1.4-1971 and the forthcoming 
I EC Consolidated Revision ; they are listed in Table 2-6. The following procedure is 
suggested to check the LEVEL RANGE control. 

Table 2-5 

TOLERANCES FOR COMBINED INDICATOR AND CONTROL* 

Tolerance (in dB) about Reference per Meter Type 
Type 0 Type 1 Type 2 Type 3 

Tolerance 

Inside 
Primaryt 
Range 

T olerance 
Outside 
Primaryt 

Ran e 

±0.4 ±0.7 

±0 .6 ±1.0 

• Taken from forthcoming IEC Consolidated Revision. 

±1.0 ±1.5 

±1.5 ±2.0 

t " Primary Range" is specified by the m anufac turer, and usually refers to the t op 15 to 20 dB 
of t he indi cator. 

Table 2-6 

TOLERANCE LIMITS FOR LEVEL-RANGE CONTROL 

Standard 

ANSI S1.4-1971 
IEC Consolidated 
Revision (forthcoming 
pub I ication) 
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Tolerance (in dB) about Reference per Meter Type 
Type 0 Type 1 Type 2 Type 3 

±0.5 
±0 .3 

±0.5 
±0.5 

±0.5 
±0.7 

±1.0 
±1.0 



a. On the instrument under test, set the LEVEL RANGE control to a range that 
includes 94 dB; the 100-dB-full-scale range is recommended. The instrument may be 
set to FAST or SLOW response and FLAT, Cor A weighting. 

b. Set the 1986 as follows: 
FREQUENCY. 
LEVEL . 
VARIABLE SPL 

c. Note the reading on the instrument under test. 

1 kHz (or other if desired) 
94 dB 
CALIBRATED SPL 

d. Change the LEVEL RANGE control in increasing or decreasing steps, and 
change the 1986 LEVEL control by a corresponding number of decibels each time; 
e.g., if the LEVEL RANGE control on the instrument under test is increased by 10 
dB, the 1986 LEVEL control should also be increased by 10 dB. The reading of the 
instrument under test should change by this increase or decrease of decibels, within 
the tolerance limits given in Table 2-6 for the appropriate Standard (ANSI or IEC). 

2.9.5 Dynamic Characteristics. 

All sound-level meters include either a fast-response mode or a slow-response mode, 
and most meters include both. The indication on an instrument, in both modes, is an 
rms value, but with different averaging time constants. In the fast mode, the averaging 
circuit has a time constant of 125 ms; in the slow mode the time constant is 1 s . 

The standards are very specific in detailing how a sound-measuring instrument will 
be checked to verify its operation in both of these modes. A steady-state reference 
signal of 1 kHz must first be applied, and its level is adjusted for a reading that is 4 dB 
below full scale on the indicator of the instrument under test. On the 1986, this 
reference signal is established in the set fast/slow position of the VAR lAB LE SPL 
switch. Once this reference is established, the fast response of the instrument under 
test is checked with a continuous series of 1-kHz tone bursts, each with a 200-ms 
duration occurring every 2 s; the slow response is checked with a series of 1-kHz tone 
bursts, each with a 500-ms duration, repeated every 10 s by the 1986. During the 
"off-time" of the tone burst, the level falls to a value 20 dB below the burst level. 

The maximum level indicated by the instrument under test when the tone burst . 
occurs is given, with tolerances, in Table 2-7 for both the ANSI and I EC standards. 
The following procedure is suggested as a way to check the fast and slow response of a 
sound-level meter. 

a. On the instrument under test, set the LEVEL RANGE control to a range with an 
upper I imit between 80 dB and 120 dB; use of a higher range is recommended to avoid 
interference from backgrc;>und noise . The instrument may be set to FAST response and 
FLAT, Cor A weighting . . 
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b. Set the 1986 as follows: 
FREQUENCY. 

LEVEL . 

any setting (1 kHz is generated independent of 
this setting) 
level that corresponds to 6 dB below the full-
scale range selected in step a . 

VARIABLE SPL . set fast/slow. 
c. Set the SPL ADJUST control on the 1986 for a reference indication of 4 dB 

below full scale on the instrument under test. This will be either 116 dB, 106 dB, 96 
dB, 86 dB or 76 dB, depending on the full -scale range selected. 

d. Set the 1986 VARIABLE SPL control to fast to produce 200-ms-duration tone 
bursts. Note the maximum reading on the instrument under test when the pulse 
occurs. This maximum reading must fall within the. ranges ot' dB below full scale given 
in Table 2-7 for the corresponding sound-level-meter type and applicable standard . 

e. Change the 1986 VARIABLE SPL control to slow to produce 500-ms-duration 
tone bursts. Again, note the maximum rise of the reading on the instrument under 
test. This reading must also fall within the range of dB below full scale given in Table 
2-7 for the applicable meter type and standard. 

2.9.6 RMS Accuracy. 

In practice, many signals to be measured are impulsive and contain much of their 
energy in peaks. A sound-measuring instrument must be designed to indicate the rms 
value of such signals, and its rms accuracy (crest-factor capacity) should be checked 
for this purpose. 

The 1986 generates a sequence of tone bursts that simulate the impulsive signals 
found in practice. The I EC Consolidated Revision specifies tone bursts with a "crest 
factor" of 3 at a 40-Hz repetition frequency for checking rms accuracy, where the 
crest factor of a tone burst is defined as: 

~ 2x 
Period 
Duration 

The tone bursts in the signal produced by the 1986 repeat every 25 ms (period) and 
have a 5.5-ms duration; this computes to a crest factor of 3.015. This signal meets the 
I EC specifications for checking the crest-factor capacity of a sound-measuring 
instrument as a means of determining its rms accuracy. 

Table 2-7 

MAXIMUM LEVELS FOR DYNAMIC CHARACTERISTICS 

Standard 

ANSI S1.4 -1971 

IEC Consolidated 
Revision 
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Response 

FAST 
SLOW 

FAST 
SLOW 

DB below Full Scale per Meter Type 
Type 0 Type 1 Type 2 Type 3 

-4.0 to - 6 .0 -4.0 to - 8.0 -4.0 to -8.0 
-7.0 to - 9 .0 - 7 .0 to - 10.0 - 6.0 to - 1 0 .0 

- 4.5 to - 5.5 -4.0 to - 6.0 -4.0 to - 7 .0 -4.0 to - 8 .0 
- 7 .5 to - 8 .5 - 7.0 to - 9.0 - 6 .0 to - 10.0 - 6 .0 to - 10.0 



When the VARIABLE SPL control on the 1986 is set to set crest fctr, a steady 

reference tone is generated; when it is set to crest factor, a tone-burst signal with a 
crest factor of "times 3" is generated with the same rms level as the reference tone. 
The following procedure is suggested for checking the rms accuracy and crest-factor 
capacity of a sound-measuring instrument. 

a . On the instrument under test, set the LEVEL RANGE control to a range that 
has an upper limit between 80 dB and 110 dB; a higher full-scale range such as 100 dB 
or 110 dB is recommended to avoid interference from background noise . The 
instrument may be set to FAST or SLOW response and FLAT or C weighting. 

NOTE 
When the 1986 is set for the crest-factor mode, the rms amplitude of 
the output level is continuously adjustable from 75 to 111 dB, and 
the 114-dBposition of the LEVEL control is nonfunctional. 

b. Set the 1986 as follows: 
FREQUENCY. any setting (2 kHz is automatically generated in 

crest-factor mode) 
LEVEL . level that corresponds to 6 dB below upper limit 

of range selected in step a 
VARIABLE SPL set crest fctr 

c. Set the SPL ADJUST control on the 1986 for a reference indication 2 dB below 
full scale on the instrument under test (this will be either 108, 98, 88 or 78 dB). 

d. Change the 1986 VARIABLE SPL control to crest factor; the 1986 now 
generates a tone-burst signal with a crest factor of 3, but with the same rms level as 
produced in the set crest fctr position. Note any change in reading from the reference 
level set in step c. The reading must not change by more than the tolerance limits given 
in Table 2-8. 

Types 0,1 

±0.5 

Table 2-8 

TOLERANCE LIMITS FOR RMS-ACCURACY * 

dB Tolerance about Reference per Meter Type 
Type2 

±1 . 0 

*Taken from forthcoming IEC Consolidated Revision. . . 

2.9.7 Octave-Filter Characteristics. 

Type3 

±1.5 

The 6 frequencies generated by the 1986 are octave-band center frequencies . There 
are 2 important characteristics of an octave-band filter set that determine the quality 
of the filters: pass-band uniformity and stop-band transmission loss. Uniformity 
implies identical transmission of each filter at its pass band. Transmission loss refers to 
the attenuation of a filter at its stop-band region (region outside of pass band); the 
attenuation must be greater than a specified minimum limit. 
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The 1986 can make a limited test of these 2 characteristics. It will test for 
uniformity from band to band at certain frequencies, and it will provide assurance that 
the stop-band transmission losses (skirts) of the filters are greater than minimum 
specifications. 

Either the acoustical or electrical output of the 1986 can be used to test the 
octave-band filters. The 6 bands that correspond to the 1986 frequencies can be tested 
for level uniformity. It is also possible to test both skirts on 4 bands, and 1 skirt on 
other bands. 

The following procedures are suggested to make a limited test of the pass-band 
uniformity and stop-band transmission loss of an octave-band filter set. 

a. If the electrical output of the 1986 is used;_ apply if to the filter set of the 
instrument under test. If the acoustical output of the 1986 is used, set the LEVEL 
RANGE control on the instrument under test to a range that has its upper limit 
between 80 dB and 120 dB (a higher range is preferable, to keep above ambient levels). 
The instrument should be set to SLOW or FAST response and the 1-kHz octave filter 
frequency. 

b. Set the 1986 as follows: 
FREQUENCY. 
LEVEL . 

VARIABLE SPL 

1 kHz 
level that corresponds to 6 dB below upper limit 
of range selected in step a 
CALIBRATED SPL 

c. First, note the reading on the instrument under test for its 1-kHz band. Then, 
select the other 5 FREQUENCY positions on the 1986, one at a time, while at the 
same time selecting the 5 corresponding octave filter bands on the instrument under 
test. This allows uniformity from band to band to be checked on the filters under test. 

d. The "rolloff" of filter skirts (transmission loss) below the noted reference must 
be equal to or greater than the minimum value listed in Table 2-9. Verify this by 
setting the 1986 FREQUENCY control to the frequency listed in the top horizontal 
row of the table, and the OCTAVE Fl L TER FREQ control on the instrument under 
test to the frequency listed in the left vertical column of the table. 

2.9.8 Overshoot. 

The I EC Consolidated Revision Standard specifies how a sound-measuring 
instrument must respond to a suddenly applied signal that is thereafter held constant. 
The difference between the maximum reading and the final steady-state reading is 
referred to as the overshoot and should not be exceeded beyond the "S-pecified 
tolerance. The amplitude of the suddenly applied signal is specified by the standard to 
be, preferably, 20 dB and its upper limit is usually specified at 4 dB below full scale on 
the instrument under test. 

The following procedure is suggested as a way to check overshoot with the 1986: 
a. On the instrument under test, set the LEVEL RANGE control to any range that 

has its upper limit between 80 dB and 120 dB. The instrument should be set to FAST 
response (or SLOW if FAST is not available) and Cor A weighting. 
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Table 2-9 

MINIMUM STOP-BAND TRANSMISSION LOSSES 

OCTAVE FILTER Minimum Loss versus 1986 FREQUENCY Setting 
FREQ Setting (dB below noted reference) 

on Instrument 
Under Test (Hz) 125Hz 250Hz 500Hz 1,000 Hz 2,000 Hz 4,000 Hz 

I 

31.5 40.0 38.7 
63 18.0 14.9 40.0 38.7 
125 Note Reference 18.0 14.9 40.0 38.7 
250 18.0 14.9 Note Reference 18.0 14.9 40.0 38.7 
500 40.0 38.7 18.0 14.9 Note Reference 18.0 14.9 40.0 38.7 
1 k 40.0 38.7 18.0 14.9 Note Reference 18.0 14.9 40.0 38.7 
2k 40.0 38.7 18.0 14.9 Note Reference 18.0 14.9 
4k 40.0 38.7 18.0 14.9 Note Reference 
8k 40.0 38.7 18.0 14.9 
16 k 40.0 38.7 

IEC ANSI IEC ANSI IEC ANSI IEC ANSI IEC ANSI IEC ANSI 

Standard* 

• Standards referred to are I EC 225-1966 and ANSI S 1.11-1966; the ANSI Standard specifies transmission losses for a Class II filter . 



b. Set the 1986 as follows: 
FREQUENCY. 

LEVEL . 

any setting (1 kHz is automatically generated in 
set fast/slow, fast and slow modes) 
level that corresponds to 6 dB below upper limit 
of range selected in step a 

VARIABLE SPL set fast/slow 
c. Set the SPL ADJUST control on the 1986 for a reference indication of 4 dB 

below full scale on the instrument under test. 
d. Change the 1986 VARIABLE SPL control to fast or slow (depending on which 

of these was selected in step a on the instrument under test) . After the indicator 
(meter or digital display) has decayed to near t~e resting' point, quickly set the 
VARIABLE SPL control back to the set fast/slow position. Note the overshoot of the 
meter pointer, or max digital display, with respect to the reference indication 
established in step c. This overshoot should not be more than the level indicated in 
Table 2-10 for the type of sound-level meter being used. 

Detector 
Response 

FAST 

SLOW 

Table 2 -10 

MAXIMUM TOLERANCES FOR OVERSHOOT* 

Maximum Overshoot (in dB)t 
per Meter Type 

TypeO 

0.5 
1.0 

Types 1,2,3 

1 .1 
1.6 

• From I EC Consolidated Revis ion Standard. 

tMaximum allowable reading above reference level when VARIABLE SPL 
control is changed from fast or slow to set fast/slow. 

2.9.9 Decay Time. 

The rate at which the reading on an indicator decays when a signal is turned off is 
defined as the decay time. The ANSI S1.4-1971 Standard for sound-level meters states 
that the decay time for either a FAST-response detector or a SLOW-response detector 
will be essentially the same as that detector's rise time. The I EC Consolidated Revision 
Standard is more specific in stating that the indicator shall decay by 10 dB in a time of 
0 .5 s or less for FAST response, and in a time of 3.0 s or less for SLOW response. For 
sound-measuring instruments containing an IMPULSE detector, separate response 
times are specified that are described below. 

The decay time of an instrument can be tested by suddenly removing a steady-state 
signal. The following procedure is suggested for checking the FAST, SLOW and 
IMPULSE decay times of an instrument with the 1986. 

FAST and SLOW Responses. 

a. On the instrument under test, set the LEVEL RANGE control to the range that 
has 120 dB as its upper limit. The instrument should be set to FAST response (or 
SLOW if FAST is unavailable) and Cor A weighting. 
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b. Set the 1986 as follows: 

FREQUENCY. 

LEVEL . 

any setting (1 kHz is automatically generated in 

set fast/slow, fast and slow modes). 

114 dB 
VARIABLE SPL set fast/slow 

c. Set the SPL ADJUST control on the 1986 for a full-scale indication (120 dB) on 
the instrument under test. 

d. Turn the 1986 LEVEL control to POWER OFF. When the signal is suddenly 
turned off, the meter indicator should decay by 10 dB in a time of 0.5 s or less for 
FAST detector response, and 3.0 s or less for SLOW detector response. 

IMPULSE Response. An impulse detector has a rise time that is faster than a fast 
detector, and a decay time slower than a slow detector. Sound-level meters that 
incorporate an impulse detector can be tested by the 1986 for conformity to 
specifications of the I EC 179 Standard. The 1986 output signal containing 200-ms 
tone bursts, obtained from the fast position of the VARIABLE SPL control, must be 
used for this test. Since the time constant for an impulse detector is approximately 35 
ms, the detector should charge to its maximum value during the on-time of the 200-ms 
tone burst from the 1 986; during the 1.8-s off-time of the pulse burst, the indicator's 
decay time must be w ithin the tolerances specified by the standard. 

The following procedure is suggested for checking the decay time of an impulse 
detector. 

a. On the instrument under test, set the LEVEL RANGE control to a range having 
an upper limit between 80 dB and 120 dB. The instrument should be set to IMPULSE 
response and Cor A weighting. 

b. Set the 1986 as follows: 
FREQUENCY. 

LEVEL . 

V AR lAB LE SPL 

any setting (1 kHz is automatically generated in 
the set fast/slow and fast modes) 
level that corresponds to 6 dB below the upper 
limit of the range selected in step a 

set fast/slow 
c. Set the SPL ADJUST control on the 1986 for a reference indication of full scale 

on the instrument under test. 

d. Change the 1986 VARIABLE SPL control to fast. Note how far below full scale 
the indicator falls between pulses. The fall from maximum value should nominally be 
-5.22 dB, or with in a permitted tolerance range of -4.32 to -6.12 dB below full scale. 

2.10 ALTITUDE AND PRESSURE CORRECTIONS. 

The acoustical output of the 1986 is indicated by the LEVEL control on the panel 
for a normal atmospheric pressure of 760 mm (30 in.) of Hg. A correction must be 
made to this output if the instrument is used at a pressure appreciably different from 
the normal pressure. Correction curves are given in Figure 2-5 to show the change in 
sound-pressure level with a change in altitude and atmospheric pressure. There is a 
curve for each 1986 frequency that is to be used when determining the sound-pressure 
level of the output at a specific altitude or barometric pressure (most barometers are 
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calibrated to read pressures corrected to sea level). Note that 125,250 and 500Hz are 

included on the same curve in Figure 2.5. 
An example of how to use Figure 2-5 follows: 

Conditions of Measurement: 
FREQUENCY ..................... 1000Hz 
ALTITUDE ....................... 2.4 km (8000 ft) 

Correction from Figure 2-5 . . . . . . . . . . . . . . . -1.8 dB 
1986 LEVEL setting .... .. ............. 84 dB 
Actual 1986 output ................... . 82.2 dB (84-1.8 dB) 

For this example, the acoustical output of the 1986 is 1.8 dB less than the indi
cation of the LEVEL control. That is, for a LEVEL-switch setting of 84 dB, the 
actual output is 82.2 dB; therefore, the sensitivity of the instrument under test would 
be adjusted for a reading of 82.2 dB in this example. 

2.11 PRESSURE-TO-FREE-FIELD CORRECTIONS. 

The cavity within the 1986 transducer assembly creates a microphone frequency
response condition referred to as "pressure response." Pressure response is charac
terized by a sound field that produces a uniform sound pressure over the diaphragm 
surface of a microphone. This condition is realized by the 1986 when the microphone 
being calibrated is tightly coupled within its specially shaped cavity of small volume. 

The 1986 can be used to calibrate a sound-measuring instrument that uses either 
a "pressure-response" or "free-field-response" microphone; the latter is designed to 
produce a flat-frequency response to sounds within a free field rather than a pressure 
field. (A particular free-field microphone may be designated for either "random" 
or "perpendicular" sound incidence with respect to the plane of the microphone's 
diaphragm.) Since free-field incidence is not simulated within the small-dimensioned 

cavity of the 1986, where its transducer is tightly coupled to a microphone, correc
tion factors are sometimes necessary to account for the difference between free-field 
and pressure incidence. 

The amount of correction factor that is required depends on the frequency of the 
calibration signal and the type of microphone being calibrated. There is no appreciable 

correction factor necessary at frequencies below 1 kHz but, for frequencies of 1 kHz 
and higher, corrections are generally necessary . 

Table 2-11 gives the pressure-to-free-field corrections that are necessary at higher 
frequencies for various microphones. These correction factors are computed from the 
difference between the perpendicular or random response that a microphone is 
designed for, and the actual pressure response within the cavity of the 1986. Thus, a 
correction will always .result in adjusting the sensitivity of the instrument under test 
for a reading lower than the level indicated on the 1986 panel by the LEVEL switch. 
(The correction is added to the SPL indication of the instrument under test before 
comparing that indication with the calibrated SPL output of the 1986, as indicated on 
its panel by the LEVEL switch .) Sound-Level meters that comply with the ANSI 
S1.4-1971 Standard use a microphone idealized for a random-incidence response, 
whereas meters that comply with the I EC Standards use a microphone idealized for a 
perpendicular-incidence response. 
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Table2-11 

PRESSURE-TO-F REE-FIELD CORRECTIONS*t 

1-kHz 2-kHz 4-kHz 

Microphone GR Adaptor Correction Correction Correction 
Mfr. & Type Used (dB) (dB) (dB) 

F lat-Response-to-Ra ndom-1 ncidence 
Microphones: 

GR 1961-9610 or -9601 none 0.0 0.1 1.2 

(1 -in . electret) 

GR 1962-9610 or -9601 1987-7061 .0.0 0 .0 0.2 

(1 /2-in . electret) 

GR 1971 (1 -in .ceramic) none 0.0 0 .1 1.4 

GR 1983 Sound-Level Meter 1987-7061 0.0 0 .1 0 .3 
(1 /2-i n. ceramic) 

GR 1954 Noise Dosimeter 1987-7076 & 0 .0 0 .0 0 .2 
(3/8-in . ceramic) 1987-7095 

------- ------------------------
Flat-Response-to-Perpendicular-
Incidence Microphones: 

GR 1961 -9611 or -9602 none 0.3 1.0 3.5 
(1 -in . electret) 

GR 1962-9611 or -9602 1987-7061 0.1 0 .3 1.0 
(1 /2-in. electret) 

B & K 4131 /45 (1-in. cond) 0 -ring 0 .3 1.0 2.9 
(G RID ON) (5855-6920) 

8 & K 4133/65 (1 /2-in. 1987-2050 0 .0 0 .3 0 .8 
condenser) 

8 & K 4135 (1/4-in. 1987-2060 0 .0 0 .0 0 .2 
condenser) 

• Measurement Cond iti ons: Atmospheric Pressure, 760 mm (30 in.) of Hg. 
Temperature, +20 ° C (68°F). 

t To be added to sound-pressure-level (SPL) indication of instrument under test; this corrected 
indication is then compared with c alibrated SP L output of 1986 (indicated on panel by 
LEVEL switch). 

NOTE 
Corrections listed in Table A of Condensed Operating Instructions 
incorporate combined effect of pressure-to-free-field correction 
(Table 2-11) and microphone-volume/high-frequency correction 
(Table 2-12). 

2.12 MICROPHONE-VOLUME AND HIGH-FREQUENCY CORRECTIONS. 

2.12.1 Combined Microphone-Volume/High-Frequency Corrections. 

The sound-pressure-level (SPL) developed in the 1986 transducer cavity is 
dependent upon several factors, including volume of air, diaphragm stiffness (both 

2-24 



microphone and driving transducer) and wavelength factors . Thus, the SPL reading on 

an instrument under test may require a correction to compensate for these factors, 

depending on the particular microphone being utilized. 

The 1986 transducer cavity is designed to produce the calibrated SPL output 
(indicated on panel by position of LEVEL switch) upon the diaphragm of the 1-in. GR 

1961 Electret-Condenser Microphone. This microphone has an "effective vol.ume" of 
0.5 cm 3

• The "effective volume" of a microphone is made up of front volume and 
equivalent volume. Front volume is the volume of air between the diaphragm and the 
front surface of the grid; equivalent volume represents the volume of air enclosed in a 
rigid cavity having the same acoustic impedance as the front surface of the microphone 

diaphragm. 

At higher frequencies (2 kHz and, especially, 4 kHz) the wavelength of the sound 

produced in the cavity becomes of the same order of magnitude as cavity and 
microphone dimensions. The sound field inside the cavity becomes less uniform and 

the slight differences in the microphone front end design can produce a change in the 

distribution of sound pressure across the diaphragm. 
These 2 considerations - microphone-volume variations and wavelength effects -

are both significant only at the 2 highest frequencies (2kHz and 4kHz) of the 1986 

(one exception to this is discussed in the following para 2.12.2) . This allows a 
combined correction factor that accounts for both of these effects; Table 2-12 lists 
these combined correction factors for various microphones. If a microphone being 

calibrated by the 1986 requires a correction, it should be added to the SPL indication 
on the instrument under test before that indication is compared with the calibrated 

output of the 1986 (shown on panel by the position of the LEVEL switch). 

NOTE 
For an application that requires 2 corrections, one from Table 2-11 
and one from Table 2-12, it may be preferable to use Table A in the 

Condensed Operating Instructions, which contains combined correc
tions from these 2 tables. 

2.12.2 Microphone-Volume Corrections at Low Frequencies. 

The microphone-volume corrections cited in para 2.12.1 are significant only at the 
high frequencies of the 1986 (2 kHz and 4 kHz). Thus, they could be combined in 
Table 2-12 with the wavelength-effect corrections, which are also manifested only at 

these high frequencies. 
One microphone, the 1-in. B_& K 4131 or 4132 Microphone. also requires a 

microphone-volume co~rection 9t the low frequencies of the 1986. These low
frequency microphone-volume corrections are listed in Table 2-13. This correction 
should be added to the SPL indication of the instrument under test before that 
instrument's indication is compared with the calibrated SPL output of the 1986 

(indicated on its panel by the LEVEL switch). 

NOTE 
Table 2-13 lists only the lower-frequency corrections for the B & K 

4131 /32 Microphone . Refer to Table 2-12 for 2-kHz and 4-kHz cor

rections for this microphone. 
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Table 2-12 

COMBINED MICROPHONE-VOLUME/HIGH-FREQUENCY CORRECTIONS* 

2-kHz 4-kHz 
Microphone GR Adaptor Correction Correction 

Mfr. and Type Used (dB) (dB) 

Random-Incidence-Response 
Microphones: 

GR 1961-9610 or -9601 None 0.0 0.0 

(1-in . electret) 

GR 1962-9610 or -9601 1987-7061 0 .1 0 .8 

(1 /2-in. electret) 

GR 1971 (1-in . ceramic) None 0.0 -0.2 

GR 1983 Sound Level Meter 1987-7061 0 .1 0 .8 

( 1 /2-in. ceramic) 

GR 1954 Noise Dosimeter 1987-7076 and 0.1 0.3 

(3/8-in. ceramic) 1987-7095 

-------------------------------
Perpendicular-Inc idence-Response 
Microphones: 

GR 1961-9611 or -9602 
(1 -in . electret) 

GR 1962-9611 or -9602 
( 1 /2-in. electret) 

t 8 & K 4131 / 45 (1-in. cond) 
(GRID ON) 

8 & K 41 33/65 (1 / 2- in. condenser) 

8 & K 4135 (1/4-in. condenser) 

None 

1987-7061 

5855-6920 
(0-ring) 

1987-2050 

1987-2060 

Pressure-Response Microphones (GRID ON) : 

Western Electric 640AA, 
4160 (1-in. condensery 

Tokyo Riko MR103 (1-in. condenser) 

8 & K 4132 (1-in. condenser)t 

8 & K 4134 (1/2-in . condenser) 

B & K 4136 ( 1/4-in. condenser) 

None 

None 

5855-6920 
(0-ring) 

1987-2050 

1987-2060 

t Refer to Table 2-13 for microphone-volume corrections at lower freQuencies. 

0.0 

0 .1 

0.2 

0.0 

0.0 

-0.2 

-0.2 

0.2 

0.0 

0.0 

0.0 

0.8 

0 .6 

0.2 

-0.4 

-0.5 

-0.5 

0 .6 

0 .2 

-0.4 

•To be added to the sound pressure level (SPL) indication of instrument under test ; that corrected 
indication is then compared with SP L output of the 1986 (indicated on panel by LEVEL switch). 

2.13 AC OUTPUT. 

An electrical version of the calibrated signal produced by the 1986 is available at 
the AC OUTPUT connector, which is recessed in the left side panel behind a snap 
button (see Figure 2-1). This connector is a miniature (0.097-in. diameter) phone jack, 
Switchcraft Type TR-2A (GR P/N 4260-1110); it mates with a Switchcraft Type 850 
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Table 2-13 
MICROPHONE-VOLUME CORRECTIONS AT LOW FREQUENCIES* 

125-Hz 250-Hz 500-Hz 1-kHz 
Microphone GR Adaptor Correction Correction Correction Correction 
Mfr. & Type Used (dB) (dB) (dB) 

B & K 4131/32, 5855-6920 0.6 0.6 0.5 
4144/45 (0-ring) 

•To be added to sound·pressure-level (SPL) indication of instrument under test; that 
conected indication is then compared with calibrated SPL output of 1986 (indicated 
on panel by LEVEL switch). 

(dB) 

0.4 

miniature phone plug (GR P/N 4270-1110). The snap button can be popped off by 
inserting a fingernail behind it; the button is attached to the panel by a plastic strap to 
prevent it from being lost. The voltage of this ac output is proportional to the 
sound-pressure level; a 230-mV-rms nominal output corresponds to a 114-dB SPL. 

The output from this connector is provided by a nominal 600-n shortable source. 
The frequency response of an instrument being calibrated with the ac output is 
actually flatter than its response to the acoustical output, since it is not influenced by 
pressure variations or by cavity and microphone-volume considerations. 

Typically, an application for its use would be the calibration or check of a 
sound-level meter electrically, i.e., excluding the microphone. One example where 
testing of this type might be done would be in an area of high ambient levels. 

2.14 USE WITH GR 1954 NOISE DOSIMETER. 

The calibration of the monitor on the GR 1954 Noise Dosimeter can be checked 
using the 1986 in place of the 1954 Indicator's calibrator. The GR 1987-7076 Adaptor 

and GR 1987-7095 Adaptor Cap are required; these are included in the GR 1987-9600 

Microphone Adaptor Set (see Figure 1-3). 
The calibration procedure follows: 
a. Insert the 1954 monitor into the 1954 Indicator as normally done for a routine 

calibration check (refer to the 1954 instruction manual). 
b. Set the dB RANGE switch on the 1954 monitor to 80-130 dB, and the 

ON/HOLD switch to ON. 
c. Insert the 1954 microphone into the 1986 transducer . cavity using the 

1987-7076 adaptor and 1987-7095 adaptor cap (refer to para 2.7.3 for instructions on 
installing these adaptors). 

d. Set the 1986 as follows: 
FREQUENCY . 
LEVEL . 
VARIABLE SPL 

1kHz 
114 dB 
CALIBRATED SPL 

e. Reset the monitor by depressing DISPLAY and RESET simultaneously on the 

1954 Indicator. 
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f . Depress the CALl BRATE button on the 1954, and hold it for 10 s until the 
display reaches a steady value. Adjust the CAL control on the monitor for a reading on 
the indicator of 0.087. This number applies to the 1954-9710 monitor, wh ich has a 

5-dB exchange rate. The calibration number for the 1954-9730 monitor is 0.78. 

A cross-check of the above calibration can be made by comparing the results using 
the 1986 calibrator with the results using the 1954 Indicator's calibrator. Some 
discrepancy is likely, and the tolerances of the 1986 output level and the 1954 
Indicator output level must be taken into account when making this comparison. 
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Standards- Section 3 

3.1 GENERAL. 

The interpretation and knowledge of specifications stated in applicable standards is 
an important consideration when verifying the characteristics of a sound-measuring 
instrument. For that reason, excerpts from the pertinent standards are reprinted in this 
sect ion for reference purposes. No attempt is made to reproduce the standards in their 
entirety, but only to provide information relevant to testing with the 1986. This may 

be especially helpful for the 1986 user who does not have access to fully published 
copies of the standards. 

The excerpts contained in this section are from the ANSI Standard S1 .4-1971 and 
the forthcoming IEC Consolidated Revision only (see footnotes, para 2.9.1). The 
topics taken from these standards are those emphasizing the tests, described in Section 
2, that the 1986 is capable of performing. The purpose of these tests is to ensure that 
the instrument under test conforms to specifications established by the standards 
before it is used to make measurements. 

3.2 SENSITIVITY. 

3.2.1 General. 

The excerpt reprinted below can be used for reference when performing the 
sensitivity test, described in para 2.9.2. 

3.2.2 ANSI Excerpt. 

The following excerpt is taken from para 6.2, 6.2.1, 6.2.2, 6.2.3, 6.2.4, 6.2.5, and 
6.2.6 of the ANSI Standard S1.4-1971; it provides specifications for checking the 
sensitivity of an instrument. 

6. 1 Sensitivity Checks. 

6.2. 1 A Type 1 Instrument shall include a means to check and maintain sensitivity 
without resort to additional equipment. For this purpose, the instrument shall 
contain either an acoustic coupler to check the sensitivity of the entire sound level 
meter or means to check the electrical sensitivity of only the amplifier and 
indicating instrument. If the- latter approach is used, it must be possible to check 
the sensitivity of the entire· sound level meter with an acoustic calibrator of the 
coupler type. 

6.2.2 It is recommended that the Type 2 instrument be in accordance with 6.2. 1. 
However, if the instrument does not contain means for checking its sensitivity, it 
shall be designed so that it is possible to check the sensitivity of the entire sound 
level meter with an acoustic calibrator of the coupler type. 

6.2.3 A Type 3 instrument shall be designed so that it is possible to check the 
sensitivity of the entire sound level meter with an acoustic calibrator of the coupler 



type, or so that it is possible to check its electrical sensitivity by the insert voltage 
method. (See 2. 1 of American National Standard S1. 10-1966). 

6.2.4 For a Type 1 or 2 instrument, the internal or external electrical sensitivity 
check signal shall be sinusoidal, having a frequency within the range of 200 to 1250 
Hz, and be stated by the manufacturer. For a Type 3 instrument, any frequency 
stated by the manufacturer may be used. The sound level meter shall be in either 
the C weighting or "flat" operation during calibration. However, if the instrument 
is a Type Sand has no Cor "flat" weighting network, it shall be calibrated at a 
frequency in the range of 200 to 1250 Hz, selected such that the relative response 
level gradient is less than 1.5 decibels per one-third octave . . 
6.2.5 For a Type 1 or 2 instrument, the acoustiC sensitivity check signal shall be a 
pure tone having a frequency within the range 200 to 1250Hz, and be stated by 
the manufacturer. The sound level meter shall be in either the C weighting or "flat" 
operation during calibration. However, if the instrument is a Type S and has no C 
or "flat" weighting network, it shall be calibrated at a frequency in the range of 
200 to 1250Hz, selected such that the relative response level gradient is less than 
1.5 decibels per one-third octave. 

6.2.6 For a Type 3 instrument, the acoustical or electrical sensitivity check signal 
and method for checking shall be specified by the manufacturer. 

3.3 FREQUENCY-WEIGHTING CHARACTERISTICS. 

3.3.1 General. 

The excerpt reprinted below can be used for reference when performing the 
frequency-weighting test, described in para 2.9.3. When Table 3-1 is used, refer to 
Figure 2-4 for a graphical presentation of the nominal frequencies and levels listed. 

3.3.2 Combined ANSI and IEC Excerpt. 

The following tables (Tables 3-1, 3-2, 3-3, 3-4 and 3-5) are taken from Tables 1, 2, 
3, and 4 of the ANSI Standard S1 .4-1 971 and from Tables IV and V of the I EC 
Consolidated Revision ; they can be used to check the frequency-weighting character
istics of an instrument. The tolerances listed in these tables apply to the complete 
instrument , comprising the microphone, amplifier, weighting network and detector

indicator. 

NOTE 
Only those frequencies available on the 1986 are listed in the tables. 

3.4 LINEARITY AND TRACKING. 

3.4.1 General. 

The excerpts reprinted below can be used for reference when checking the indicator 
linearity and LEVEL-RANGE-control accuracy of an instrument, as described in para 
2.9.4. The indicator-linearity test checks for the tracking accuracy of the detector
indicator across its total span; para 3.4.2 and 3.4.3 contain excerpts pertinent to this 
test. The LEVEL-RANGE-control test checks for the tracking accuracy of the 
instrument as it is changed from one range to another; para 3.4.4 and 3.4.5 contain 
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Table 3 -1 

NOMINAL FREQUENCY-WEIGHTING LEVELS*t 

Nominal Exact A -Weighting B-Weighting C-Weighting 
Frequency Frequency Nominal Level:t Nominal level:t Nominal level:t 

(Hz) (Hz) (dB) (dB) (dB) 

125 125.9 -16.1 -4.2 -0.2 
250 251 .2 -8.6 -1.3 0 
500 501 .2 -3.2 -0.3 0 

1,000 1,000 0 .o 0 
2,000 1,995 +1.2 -0.1 -0.2 
4 ,000 3,981 +1 .0 -0.7 -0.8 

•Taken from Table 1 in ANSI 51 .4-1971 and Table IV in IEC Consolidated Revision. 

tAll dB values listed with respect to reference level of 0 dB, and for free-field or random-incidence 
frequency response in reference direction. 

:tRefer to frequency -weighting cu rves in Figure 2 4. 

Table 3 -2 

TOLERANCES FOR LEVELS IN TABLE 3-1*t 

Nominal Tolerances (in dB) per Meter Type 
Frequency 

(Hz) Type O:t Type 1 Type 2 Type 3 

125 ±0.7 ±1.0 ± 1.5 ±2.0 

250 ±0.7 ±1.0 ±1.5 ±2.0 

500 ±0.7 ±1.0 ±1.5 ±2.0 

1,000 ±0.7 ±1.0 ±1 .5 ±2.0 
2,000 ±0.7 ±1.0 ±2.0 ±3.0 
4,000 ±0.7 ±1 .0 ±3.0 ±5.0 

•Taken from Table V in IEC Consolidated Revision. 

tTolerances are same for all weighting characteristics; substitute tolerance of zero for chosen 
reference frequency (normally 1 kHz) . 

:a:Manufacturer provides frequency-response cu rves for Type 0 Meter. 

Table 3-3 

FREQUENCY-WEIGHTING TOLERANCES FOR TYPE 1 METERS*t 

Frequency A-Weighting 
(Hz) (dB) 

125 ± 1 

250 ±1 

500 ±1 

1,000 ±1 

2,000 ±1 

4 ,000 ±1 

•Taken from Table 2 in ANSI 51.4-1971 . 

tFor sound at random incidence. 

B-Weighting C-Weighting 
(dB) (dB) 

± 1 ±1 

± 1 ±1 

±1 ±1 

± 1 ±1 

± 1 ±1 

±1 ±1 
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Table 3-4 

FREQUENCY-WEIGHTING TOLERANCES FOR TYPE 2 METERS*t 

Frequency A-Weighting 
(Hz) (dB) 

125 ±2.5 

250 ±2.5 

500 ±2.0 
1,000 ±2.0 
2,000 ±3.0 
4,000 +5.5, -4.5 

• Taken from Table 3 in ANSI 51 .4 -1971. 

tFor sound at random incidence. 

Table 3-5 

B-Weighting C-Weighting 
(d B) (dB) 

±2.0 ±1.0 
±1 .5 ±1.0 
±1.5 ±1 .0 
±2.0 ±1.5 
±3.0 ±2.5 

+5.5, -4.5 +5.0, -4.0 

FREQUENCY-WEIGHTING TOLERANCES FOR TYPE 3 METERS*t 

Frequency A-Weighting 
(Hz) (dB) 

125 ±3.0 
250 ±3.0 
500 ±3.0 

1,000 ±2.0 
2,000 ±3.0 
4,000 ±5.5 

*Taken from Table4 in ANSI 51.4-1971. 

tFor sound at random incidence. 

B-Weighting C-Weighting 
(dB) (dB) 

±2.5 ±2.0 
±2.5 ±2.0 
±2.5 ±2.0 
±2.0 ±1 .5 
±3.0 ±2.5 
±5.5 ±5.0 

excerpts pertinent to this test. Para 3.4.6 contains an excerpt that specifies a means to 

check the combined linearity of the indicator and LEVEL RANGE control. 

3.4.2 ANSI Excerpt for Indicator Linearity. 

The following excerpt is from para 5.1, 5.1.1, 5.1.2 and 5.1.3 of the ANSI Standard 

S1.4-1971; it provides specifications for checking the linearity of the instrument's 
detector-indicator. 

5. 1 Scale of the Indicating Instrument. 

5. 1. 1 The scale of the indicating instrument shall be graduated in decibels in steps 
of 1 decibel, over a range of at least 15 decibels. 

5.1.2 It is recommended that the scale be graduated from +10 decibels to the lower 
limit. 

5. 1.3 The ~ale of the indicating instrument shall be accurate with ± (0.2 decibel+ 

2 percent of the number of decibels down from full-scale indication) for a Type 1 
instrument, ± (0.2 decibel + 3 percent of the number of decibels down from 

full-scale indication) for Type 2 instruments, and ± (0.4 decibel+ 6 percent of the 

number of decibels down from full-scale indication) for Type 3 instruments. 

3-4 



3.4.3 IEC Excerpt for Indicator Linearity. 

The following excerpt is from para 7.10 and Table XIII of the IEC Consolidated 

Revision; it provides specifications for checking the l inearity of an instrument 's 

detector-indicator. 

1. 10 The instrument shall satisfy a test for differential/eve/linearity in addition to 

the test given in Sub-clause 1.9. Differential level linearity error is measured 
between any two arbitrarily chosen points which are up to 10 dB apart, in the range 
of the indicator. The maximum error, both inside and outside the primary indicator 
range, permitted for each type of sound level meter for points separated by 1 dB 
and for points separated by up to 10 dB is given in Table 3-6. 

NOTE 
Primary indicator range of a sound-level meter is defined as a speci
fied range of the indicator for which the sound-level-meter readings 
are within particularly close tolerances on level linearity. The spe
cific primary range for a particular instrument is specified by the 
manufacturer, and usually refers to the top 15 to 20 dB of the 
indicator's range. 

Table 3-6 

TOLERANCE ON DIFFERENTIAL LEVEL LINEARITY IN THE 
FREQUENCY RANGE 31.5 Hz TO 8,000 Hz 
(20 - 12, 500 Hz FOR TYPE 0) IN DECIBELS* 

Instrument Type 

Readings inside primary indicator range 
for points separated by up to 10 dB 

Readings outside primary indicator range 
for points separated by up to 10 dB 

0 

±0.6 

•Taken from Table X III i n t he IEC Consol id ated Revisi on. 

Meter Type 
1 2 

±0.4 ±0.6 

±1 ± 1.5 

3.4.4 ANSI Excerpt for LEVEL-RANGE-Control Accuracy. 

3 

±2 

The following excerpt is from para 3.2.2 of the ANSI Standard S1.4-1971 ; it 
provides specifications for checking the accuracy of an instrument's LEVEL RANGE 
control and attenuator. 

3.2.2 All settings of the sensitivity range attenuator, if provided, shall be accurate 
for pure tones within the following tolerance limits with respect to the setting for 
80 decibels. (If no 80 decibel setting is provided, the tolerance limits shall apply 
with respect to a reference setting stated by the manufacturer.) 

Type 1 
within ±0.5 dB 22.4 to 11200 Hz 
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within ±0.5 dB 
within ± 1.0 dB 

within± 1.0 dB 
within ±2.0 dB 

Type2 
63to 2000Hz 
22.4 to 11200 Hz 

Type3 
63 to 4000Hz 
31.5 to 8000Hz 

If more than one sensitivity range is provided, it is recommended that the 
attenuator steps be at 10 decibel intervals. 

3.4.5 IEC Excerpt for LEVEL-RANGE-Control Accuracy. 

The following excerpt is from para 6 .3 and Table VI of the I EC Conso lidated 

Revision; it provides specifications for checking the accuracy of the inst rument's 

LEVEL RANGE control and attenuator. 

6.3 When a level range control is included, it shall introduce errors less than those 
given in Table 3-7 for all settings with reference to a range setting specified by the 
manufacturer as the reference range. 

Table 3-7 

TOLERANCES ON LEVEL RANGE CONTROL ACCURACY 
IN VARIOUS FREQUENCY RANGES IN DECIBELS* 

Frequency 
Meter Type 

(Hz) 0 1 2 3 

31.5 - 8,000 ±0.3 ±0.5 ±0.1 ±1 

20 - 12,500 ±0.5 ±1 

*Taken from Tab le V I in the IEC Consol idated Rev ision. 

3.4.6 IEC Excerpt for Combined Linearity of Indicator and LEVEL RANGE Control. 

The following excerpt is from para 7.9 and Table X I I of the I EC Consol idated 

Revision; it provides specifications for checking the combined l inearity of an 
instrument's detector-indicator, LEVEL RANGE control and attenuator. 

1.9 The linearity of the system consisting of the detector-indicator and any manual 
or automatic range controls shall be tested and shall satisfy the requirements of 
Table 3-8. The reference level for testing linearity is the reference sound pressure 
level. Note: In the previous standards for sound level meters based only on 
analogue indicating instruments, the level linearity tolerance was given by the sum 
of the tolerance of the level range control and the meter scale graduation. Since this 
standard permits various other indicating systems, level linearity must be specified 
in a different manner intended to produce equivalent results. 
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Table3-8 

TOLERANCES ON LEVEL LINEARITY REFERRED TO THE 
REFERENCE SOUND PRESSURE LEVEL* 

IN THE FREQUENCY RANGE 31.5-8,000 Hz 
(20- 12,500 Hz FOR TYPE 0) IN DECIBELSt 

Instrument Type 

Reading in primary; 
indicator range 

Readings outside primary; 
indicator range 

0 

±0.4 

±0.6 

Meter Type 

1 2 

±0.7 ±1 

±1 ±1.5 

3 

± 1.5 

±2 

*Reference sound-pressure level is defined as the level specified by •ne 
manufacturer to calibrate the absolute sensitivity of a sound
measuring instrument. 

tTaken from Table XII in the I EC Consolidated Revision. 

:t:See note in para 3.4.3. 

3.5 DYNAMIC CHARACTERISTICS. 

3.5.1 General. 

The excerpts reprinted below can be used for reference when performing the 
dynamic-characteristics test, described in para 2.9.5. 

3.5.2 ANSI Excerpt. 

The following excerpt is taken from para 5.3, 5.3.1, 5.3.2, 5.3.3, 5.3.4, and 5.3.5 of 
the ANSI Standard S1.4-1971; it provides specifications for checking the FAST and 
SLOW dynamic characteristics of an instrument. 

5.3 Fast Dynamic Characteristic. The sound level meter shall possess the following 
dynamic characteristics which may be identified as UFASTn: 

5.3. 1 If a pulse of sinusoidal signal having a frequency of 1000Hz and duration of 

0.2 second is applied, the maximum reading for a Type 1 instrument shall be 0 to 2 
decibels less than the 'reading for a steady signal of the same frequency and 

amplitude. For Type 2 and Type 3 instruments, the maximum reading shall be 0 to 
4 decibels less. 

5.3.2 If a sinusoidal signal at any frequency between 125 and 8000Hz is suddenly 

applied and thereafr:er held cqnstant, the maximum reading shall exceed the final 
steady reading by 0 to 1. 1 dec.1bels. 

5.3.3 The above requirements hold for a steady reading 4 decibels less than the 
full-scale reading. 

5.3.4 It is recommended that the decay time be essentially the same as the rise 
time. 

5.4 Slow Dynamic Characteristic. The sound level meter may also be provided with 
the following dynamic characteristics which may be identified as "SLOW": 

5.4. 1 If a pulse of sinusoidal signal having a frequency of 1000Hz and duration of 
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0.5 second is applied, the maximum reading for a Type 1 instrument shall be 3 to 5 

decibels less than the reading for a steady signal of the same frequency and 
amplitude. For Type 2 and Type 3 instruments, the maximum reading shall be 2 to 
6 decibels less. 

5.4.2 If a sinusoidal signal at any frequency between 63 and 8000Hz is suddenly 
applied and thereafter held constant, the maximum reading shall exceed the final 
steady reading by 0 to 1. 6 decibels. 

5.4.3 The above requirements hold for a steady reading of 4 decibels less than the 

full-scale reading. 

5.4.4 The steady reading for any sinusoidal signal of any' frequency between 31.5 - . 
and 8000Hz shall not differ from the corresponaing "FAST" reading by more than 

0. 1 decibel for Types 1 and 2, and 0.3 decibel for Type 3. 

5.4.5 It is recommended that the decay time be essentially the same as the rise 

time. 

3.5.3 I EC Excerpt. 

The following excerpt is taken from para 7.2 and 9.4.1, and from Table V Ill, of the 

I EC Consolidated Revision; it provides specifications for checking the FAST and 
SLOW dynamic characteristics of an instrument. 

7.2 The dynamic characteristics of the detector-indicator must be such that it will 
respond to tone bursts as specified in Table 3-9 and to a suddenly applied signal or 
step in signal level with overshoot as specified in Table 3-11. When the suddenly 
applied signal is turned off, the meter indicator shall decay by 10 dB in a time of 
0.5 s or less for F and 3.0 s or less for S. 

9.4. 1 The rise times of the F and S detector-indicators shall be tested using single 

sinusoidal bursts at a frequency in the range from 1000 to 2000Hz. For a single 
burst with a duration T and an amplitude that produces an indication 4 dB below 
the upper limit of the primary indicator range (see NOTE in para 3.4.3) when the 
signal is continuous, the indication for the burst signal is given in Table 3-9. The 
requirements shall be met for all sensitivitv ranges of the sound level meter. For test 
signals of short duration, it may be necessary to increase the level of the input 
signal ~Y 10 dB to get a reading in the range of the indicator. It is also 
recommended that the rise time be tested for an indication of the steady level 5 dB 
above the lower limit of the indicator range at 200 ms for F and 500 ms for S. 

3.6 RMS ACCURACY. 

3.6.1 General. 
The excerpts reprinted below can be used for reference when performing the 

rms-accuracy test, described in para 2.9.6. 

3.6.2 ANSI Excerpt. 

The following excerpt is taken from para 5.2 of the ANSI Standard S1.4·1971 ; it 
provides specifications for checking the rms accuracy of an instrument. 
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Table3-9 

TOLERANCES FOR DYNAMIC CHARACTERISTICS* 

Detsctor 
Indicator 

Charactsristics 

Duration of 
Tnt Tone 
Burst (ms) 

Maximum Response to 
Test Tone Burst 

Referred to Response 
to Continuous 

Signal (dB) 

Tolerances on 
Maximum Response 

for Each 
Instrument Type (dB) 

0 1 2 3 

_ _ _ _ _ _ Co'!..!J'!!:!2~ ____ Q_ ___________ _ 

F 200 -1.0 ±0. 5 ± 1 ± 1 ± 1 
(7= 125ms) 5 -14.1 t 2 ---s -----------------------
(7 = 1,000 ms) 500 -4. 1 ±0.5 ±1 ±2 ±2 

•Taken from Table V Ill in the I EC Consolidated Revision. 

5.2 Rule of Combination for Complex Sounds. The indicating instrument shall be 
of the square law type as verified by the Rule of Combination Measurement. The 
rule of combination shall be satisfied within 0.5 decibel for the Type 1 and Type 2 
meters and within 1. 1 decibels for the Type 3 meter. 

3.6.3 IEC Excerpt. 

The following excerpt is taken from para 9.4.2 and Table VII of the I EC 
Consolidated Revision; it provides specifications for checking the rms accuracy of an 
instrument . 

9.4.2 The steady-state rms-accuracy of the detector-indicator system is tested 
by comparing the indication of a continuous sequence of rectangular pulses and for 

a sequence of tone bursts to that for a reference sine wave signal. It is recommended 
that the sine wave signal have a frequency of 2kHz. The rectangular test pulses 

shall have durations of 200 J.iS and rise times less than 10 J.i.S. The tone burst test 
signal shall consist of an integral number of sine waves (2kHz) starting and ending 

at zero crossing. The repetition frequency shall be 40 Hz. The rectangular pulse 
test shall be performed using both positive going and negative going pulses. The 
test shall be performed at 2 dB below the upper limit of the primary indicator 
range (see NOTE in para 3.4.3) and at intervals of 10 dB below this level down to 
the lowest level that produces an indication of more than 3 dB. The tolerances in 
Table 3-10 shall be met over the entire range of weighted sound pressure levels 
which the instrument is designed to measure. 

3.7 OVERSHOOT. 

3.7.1 General. 

The excerpts reprinted below can be used for reference when performing the 
overshoot test, described in para 2.9.8. 

3.7.2 ANSI Excerpt. 

Refer to para 3.5.2 (ANSI para 5.3 and 5.4), since this excerpt pertains to the 
overshoot test as well as the dynamic-characteristics test. 
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Table 3-10 

TOLERANCES FOR RMS ACCURACY 
(CREST FACTOR~3)* 

Meter Type 

0 
1 
2 
3 

Maximum Error For 
Detector-Indicator (dB) 

±0.5 
:t0.5 
±1 
± 1.5 

*Taken from Table VII in the IEC Consoli

dated Revision. 

Table 3-11 

* TOLERANCES FOR OVERSHOOT 

Detector-Indicator 
Characteristics 

Maximum Overshoot in Decibels 
for Instrument Type 

0 1 2 3 

F 
s 

0.5 
1.0 

1. 1 

1.6 
1. 1 

1.6 

*Taken from Table IX in the I EC Consolidated Revision. 

1. 1 
1.6 

3.7.3 IEC Excerpt. 

The following excerpt is taken from para 9.4.1 and Table IX of the I EC 

Consolidated Revision; it provides specifications for checking the overshoot of an 

instrument. 

9.4.1 The overshoot for the F and S detector-indicators shall be tested using a step 
in amplitude that is suddenly applied and thereafter held constant. The maximum 
readings shall not exceed the final steady reading by more than the amounts given 
in Table 3-11 when the test signal has a frequency between 100Hz and 8kHz. 
When the range of the indicator is 20 dB or less, the test shall be met for a 
steady-state level corresponding to 4 dB below the upper limit of the primary 
indicator range, and it is recommended that the test also be met at other levels. 

When the range of the indicator is more than 20 dB, the tests of rise time and 
overshoot shall be conducted using signals that step in amplitude by 20 dB. The 
tests shall be performed at 4 dB below the upper limit of the primary indicator 
range and at intervals of 10 dB below for all signals that produce an indication. 
When a digital indicator is used, it is recommended that the tests for rise time and 
overshoot be performed with the instrument set to the maximum hold mode. 
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Theory- Section 4 

4.1 GENERAL. 

Figure 6-4 is a block diagram of the G R 1986 Omnical. The analog circu itry is shown 
in the top portion of this diagram (and in the first schematic diagram, Figure 6-6) and 
the digital circuitry in the bottom portion (and the second schematic diagram, Figure 
6-7) . All of the electrical components, with the exception of the battery and trans

ducer, are contained on the instrument's only circuit board (P/ N 1986-4700) ; Figure 
5-2 is a view of this board as it appears in the instrument, and Figure 6-5 is an etched

assembly drawing of the board . 
The analog section is comprised of the following circuits: 

• power supply 
• battery-low detector 
• Wein-bridge oscillator 

• squarer 
• attenuator 
• ga in-control stage 
• background-level amplifier 
• output current-source amplifier (transducer driver) 
The digital circuitry provides tone-burst timing signals for the fast, slow and crest 

factor modes as follows : 

• fast mode 

• slow mode . 

• crest factor mode 

10% duty cycle 
output "on" 200 ms 
output "off" 1.8 s (reduced by 20 dB from 

"output on") 

5% duty cycle 
output "on" 500 ms 
output "off" 9.5 s (reduced by 20 dB from 

"output on") 
output "on" 5.5 ms 

output "off" 19.5 ms 

The following paragraphs discuss the theory of the analog and digital circuits. 

4.2 ANALOG CIRCUITS. 

4.2.1 Power Supply. 

The power source for the 1986 is a 9-V alkaline battery; a fresh battery provides 
about 200-250 mAh until it has been discharged to 7.0 V. The nominal battery-voltage 

range of the 1986 is 1 0.0 to 7.0 V . 
The power to the 1986 is turned on by setting the LEVEL switch, S1 , to any of the 

5 level ranges. The first position, 114 dB, is the highest output level so that the user 

can immediately check the battery's condition. 
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Since most of the operational amplifiers in the 1986 require plus and/or minus vol 
tage supplies, the battery is converted to a positive-and-negative supply by " splitter" 

U12C, which is a unity-gain buffer. The output of U12C sets the center voltage of the 
battery at ground reference; thus, in effect, the battery "floats" with respect to 
ground . 

Zener d iode CR3 performs 2 functions : it supplies the plus side of voltage (+3.5 V) 
and it is the main reference to ground. CR3 is driven by constant-current FET-source 
02 to minimize changes in the reference supply voltage versus battery voltage . The 
voltage rating of CR3 is 5.0 V ±1%; this particular diode (IN750B) was se lected for 
its low temperature compensation. Resistors R34, R35 and R36 form a voltage-divider 
network that d ivides the 5-V output of CR3 into the +0.5-V oscillator reference 
voltage and the +3.5-V positive supply voltage . 

4.2.2 Battery-Low Detector. 

The output of the power supply is continuously monitored by the battery-low test 

circuit that contains U 128. This circuit will automatically shut down the oscillator 
(U11B) when the battery voltage dropsbelow7.0 V. This prevents a weak, intermittent 
or fluctuating calibrator output that could result from insufficient battery power. 

U12B senses the state of the battery. Since the plus supply is fixed at +3.5 V, the 
voltage at pin 5 of U12B (U12.5) will vary with the minus supply (-3.5 to - 5 .5 V), 
which varies with the battery voltage . When the battery voltage is 7 .0 V, the minus 
supply is -3 .5 V; the voltage at the center of the 2 resistors R37 and R38 is then 0 V 
(neglecting approximately 0.15-to-0.2-V hystenesis effects of R59) , wh ich is the 
ground voltage. When U 12.5 becomes more positive than ground, the output of U12B 
("BATLOW") switches to positive; this positive output, at U12.7, is gated through 

CR4 to the oscillator control circuit, where it disables the oscillator . The output volt
age at U 12.7 is typically one of these two voltages: plus supply voltage (+3.5 V) less 
0 .6 V, or minus supply voltage (-3 .5 to -5.0 V) plus 1.4 V. 

4.2.3 Wein-Bridge Oscillator. 

The oscillator is a multifrequency Wein-bridge circuit; its individual frequency ele
ments are switched by frequency-control switches U 17, 18 and 19. Its output level is 
regulated by a level -control circuit comprised of a detector (U 11 D) and the automatic 
gain control (AGC) of the oscillator (U11B). The 3 main elements of the oscillator
the bridge circuit, detector and AGC mechanism -are discussed separately below. 

Bridge Circuit. In this Wein-bridge circuit, C1 and C2 are fixed capacitors and the 
resistive elements are selected by CMOS gate switches. R 11 and R 12 are the resistors 
for the lowest frequency (125Hz); they are always in place. Resistors R1 -R10, which 
shunt R 11 and R 12, are selected for the 5 other frequencies of the 1986. The switch 
resistance of the CMOS elements is taken into account in the frequency -select resistors . 
The highest frequency (4 kHz) requires 2 CMOS elements in shunt to minimize device
to-device variation and temperature effects. Note that the actual output frequency of 
the 1986 (the center frequency of the oscillator) is not exactly the same as the nomi
nal output frequency; Table 4-1 gives these values. 
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Table 4·1 

OSCILLATOR CENTER FREQUENCIES 

Nominal Output 
Frequency (Hz) 

125 
250 
500 

1,000 
2,000 
4 000 

Actual Oscillator 
Center Frequency (Hz) 

125.9 
251.2 
501.2 

1,000 
1,995 
3 981 

The oscillator (U 11 B) utilizes a wide-bandwidth FET-input op amp for its low 
input loading and low phase shift. The phase shift from the oscillator output (U11.7) 
to the Wein-bridge output (U 11.5) is nominally 0° at the center frequency, with an 
attenuation of "times 1/3." In order to sustain oscillation, it is necessary to control 
the gain of U11 B at "times 3"; this is done via the detector and AGC network. 

Detector. The purpose of the detector is to provide a de voltage representative of 
the oscillator's ac output. U 11 D, CR 1, CR2, R 16 and R 17 comprise a half-wave 
precision rectifier with a gain of 2. Capacitor C7 prevents de offset at the oscillator 
output from altering the rectified value. The average voltage at TP2 is 1.087 times the 
rms value of the oscillator's output voltage. Thus, the output at TP3 (0.46 V rms) is 

the reference voltage (0.5 V) divided by 1.087 (plus 20-30 mV due to offsets in the 
rectifier bias network). 

AGC Mechanism. The gain of U11 B is controlled by the varying shunt-element 
resistance of controi-FET 01. Resistor R14 and 01 in series allows a possible gain 
change from "times 1.0" to "times 3.1 ", which is sufficient to overcome the gain loss 
in the Wein-bridge circuit and permit oscillation. 

The resistance of 01 is controlled by varying the gate voltage. A more negative vol
tage on the 01 gate increases (cuts off 01) the drain to the source resistance , thereby 
reducing the gain of U11B. 

The gate control voltage is supplied by the reference amplifier-integrator, U11C. 
Equilibrium is obtained when the integrated (averaged) output voltage from the detec
tor equals the reference voltage (0.5 V) at U 11.1 0. The ac ouptut at TP3 will be within 
1 dB of 0.46 V rms. A slight peak in response of approximately 0.1 dB occurs at 
125 Hz due to the C7-R 17 time constant. 

4.2.4 Squarer. 

U 11A is a squarer-amplifier used as a digital-timing drive to achieve good synchroni
zation of the digital circuitry with the analog signal. This provides a low-to-zero cross
ing error. U11A works open-circuited, similar to a comparator whose output swings 
beyond the CMOS threshold requirements. 

4.2.5 Attenuator. 

The output of the oscillator is fed to an attenuator stage where the 5 different levels 
(74 through 114 dB) are selected by the LEVEL switch (S1 ). The LEVEL switch acts 
as a stepped/shunt attenuator, where resistors R29-R32 shunt out the signal at R 18. 
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The variable attenuator-control network- R 19, R20, R21 and R54- acts as part of the 

R29-R32 network, since there is always 1 resistor in the former network in parallel 
with the elements of the latter network. The first attenuator position gives a 6.025-dB 
attenuation of the signal at TP3; successive positions add 10 dB to the attenuation 
and should be within 0.10 dB of the correct value. 

4.2.6 Gain-Control Stage 

The purpose of the gain-control stage is to modify the level as required by the par

ticular mode selected by the VARIABLE SPL switch (S2). There are 2 parts of this 
stage: the variable-gain setting (SPL ADJUST circuit) and the gain-shift amplifier 

(feedback-control circuit) . · 

The SPL ADJUST control, R20, provides a variable-gain setting. This control is 

inoperative in the CALIBRATED SPL position of S2, since the signal is then selected 
by U13C. In the 5 VARIABLE SPL modes (set fast/slow, fast, slow, set crest fctr, 
crest factor) of S2, however, the signal is selected by U 13D from the arm of the SPL 
ADJUST control. (Note that R 19, R20, R21 and R54 are always part of the shunt 
attenuator.) Resistor R54 provides a "precise value" to the variable control, R20. The 
range of R20 is -2 to -14 dB re the value at U 13C (but not below the continuous value 
at the ac output). U 16B provides the inversion necessary to give the not-continuous 

logic control on U13D. 
The gain-shift amplifier, U12A, is a self-feedback amplifier that shifts the nominal 

level to give the proper gain for the various operating modes. (For example, the gain 
must be considerably higher in the crest factor mode that in the other modes.) The net 

gain shift for various modes can be checked at TP4 in conjunction with the SPL 
ADJUST control (R20). Table 4-2 gives the net gain shifts at TP4 when R20 is set at 
its design center (-8 dB). (The values given in this table are for the frequencies that 
are interlocked by Jumper J 1 for normal operation (see para 5.4), although U 12A is 
designed to produce similar gain shifts at other frequencies also.) The tolerance for the 
gain shift from one mode to an adjacent mode (in Table 4-2) is ±0.2 dB, except for the 
shift from set crest fctr to crest factor; this latter shift is important for the rms-accuracy 
test described in para 2.9.6, and should be 6.58 dB ±0 .1 dB. 
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Table 4 -2 

NET GAIN SHIFTSATTP4 

VARIABLE SPL 
(S2) Setting 

CALIBRATED SPL 
set fast/slow, fast, slow 
set crest fctr 
crest factor 

0 

Gain Shift* 
(dB) 

10.1 -8 = 2 .1 (@ 1 kHzt) 
13 .1-8 = 5.1 (@ 2 kHzt) 
19.7-8 = 11.7 (@ 2 kHzt) 

• Tolerance is ±0.2 dB, except for shift from 
set crest fctr to crest factor, where shift is 
6 .58 dB ±0 .1 dB. 

tAithough U12A is designed to produce 
similar gain shifts at other frequencies, this 
frequency is specified by sound-level-meter 
standards and is interlocked by J1 for 
normal operation (see para 5.4). 



4.2.7 Background-Level Amplifier. 

The background-level amplifier, U 12D, provides a precise decrease in level of 20 dB 
during the "off" time of the fast and slow modes. This is accomplished by switching 
the values of resistors in a ratio of 10:1 during the "on" time of the inverting amplifier 
U12D, which is then at unity gain . 

U12D also provides an electrical version of the output signal to the AC OUTPUT 
jack, J3, via resistor R33 (this jack is shortable without affecting the transducer out
put). The ac output is flat versus frequency (±0.2 dB) and is -6 dB re the oscillator 
output at 114 dB in the CALIBRATED SPL mode. Capacitor C11 blocks any de sig

nal that would cause glitches during switching of the background-control gates U13A 
andU13B. 

4.2.8 Output Amplifier. 

The current-source output amplifier (or transducer driver) consists of voltage ampli 
fier U14, complementary current amplifiers 03 and 04, and resistors R29 and R50. 
This circuit serves 2 functions : it contains the individual level-calibration adjustment 
for each frequency, and it drives the output transducer that provides the acoustical sig
nal to a sound-measuring instrument under test. 

Diodes CR5 and CR6 provide bias for 03 and 04 to prevent crossover distortion. 
Capacitor C9 bootstraps the output to the base drive of 03 for increased output-voltage 
swing. 

Components R57, C12, R58 and C13 provide filtering to prevent large current surges 
from influencing the lower level stages of the calibrator. Components C10 and R51 
prevent oscillation of the amplifier due to the transducer's inductive load at high fre 
quencies. The transducer's inductive-load impedance at 1 kHz is SOU ±5%. 

The transducer is driven from a constant current source to avoid temperature 
effects of the transducer's copper coil. This constant current drive is achieved by sam
pling the transducer's current at R52. Keeping the voltage constant across R52 will, in 
effect, maintain a constant current in the transducer. 

The sound-pressure level of the transducer's output signal is controlled by the gain 
of the amplifier and the input signal. The gain of the amplifier at 1 kHz is determined 

' 
by the ratio of the transducer's impedance and R52 (50/15.8 = 3.2 = 10.1 dB) plus the 
ratio of R45 and R41 (2. 74/6.98 = 0.39 + 1 = 1.39 = 2.88 dB) for a net gain of 13 dB 
at 1 kHz. The level of other frequencies is set by adjusting the feedback from 0 dB to 
-7.6 dB, giving a range of gain from -2.8 dB to +4.8 dB re 1 kHz. 

4.3 DIGITAL CIRCUITS. 

4.3.1 General. 

The lower portion of Figure 6-4 is a block diagram of the digital circuits in the 
1986, and Figure 6-7 is a schematic diagram of these circuits. The purpose of the digi 
tal circuits is to provide proper timing-control signals during the fast, slow and crest 
factor modes of operation; for all of these modes, the signal is reduced by 20 dB from 
"on" to "off." The timing signal in the fast mode has a 10% duty cycle to switch the 
output "on" for 200 ms and "off" for 1.8 s. The slow-mode signal has a 5% duty cycle 
to switch the output on for 500 ms and off for 9.5 s. In the crest factor mode, the sig
nal is on for 5.5 ms and off for 19.5 ms. 
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The timing-control signals for the fast, slow and crest factor modes are routed from 
the digital to the analog section via the Output Control and Background Level lines. 
The timing is a function of the setting of 2 controls, the FREQUENCY switch (S3) 
and the VARIABLE SPL switch (S2); the signals for these 2 controls are conveyed via 
the Frequency Control Bus and the Calibrated-Variable SPL Control Bus. 

Many of the logical functions are shared by the fast, slow and crest factor modes, 
with the particular logic configuration sPt by mode-control gates . The Output Control 
signal can be monitored at TP19, and the Background Level signal at TP20. Table 4-3 
gives the logic status of these 2 signals for the various 1986 modes. 

Table 4-3 

DIGITAL OUTPUT VS MODE 

Mode 

CALIBRATED SPL 
set fast/slow 
fast* 
slowt 
set crest fctr 
crest factor* 

Output Control 
Line (TP19) 

~ 0 .2 -s transition every 2 s. 
tO. 5-s transition every 1 0 s. 
:1:5. 5-ms transition every 25 ms. 

Background level 
line (TP20) 

0 
0 

L-r 
L-r 

0 
0 

The FREQUENCY switch (S3) and the VARIABLE SPL switch (S2), in conjunc
tion with U21B and U21C, serve to lock the frequency to 1., kHz or 2kHz in certain 
modes. In the fast and slow modes, the tone-burst frequency is locked into 1 kHz; in 
the crest factor mode, the tone-burst frequency is locked into 2kHz. Although these 

are the preset tone-burst frequencies for these modes, the frequency-interlock jumper 
(J1) can be repositioned to allow a different tone-burst frequency to be selected (refer 
to para 5.4). 

4.3.2 Timing. 

The basic input for the timing signals is derived from the oscillator through buffer 
U10E ; the oscillator signal is shaped to a square wave by squarers U10 and U11. As 
described above, the 1-kHz and 2-kHz frequencies are interlocked for the tone-burst 
modes. For the non-interlocked frequencies, the "on" time duration and period is 
proportional to the frequency selected. 

4.3.3 Calibrated-SPL and Set Modes. 
The signal to the output-control line is always "on" for the CALIBRATED SPL, 

set fast/slow and set crest fctr modes; this is sensed by OR gate U21A. (Note that the 
VARIABLE SPL switch makes it possible to select only 1 of these 3 modes at any 
time.) The positive output from U21A forces the output of NOR gate U6C low, and 
this signal is inverted by U10 to become the positive output-control signal. This posi
tive signal also forces the output of NOR gate U6D low, and this becomes the 
background-level signal. 

4-6 



lltHr 

CF 

Cl Ul 
·10 

R 

, CF 
L oFF 

FAST 

SlOW 

,_ CF 
OFF 

NOTE 

Cf, F, S, SET F/S, SET CF 
ARE MUTUALLY EXCLUSIVE 
BY SWITCH ACTION EACH IS 
SElECTED BY POSITIV£ 
TRANSITION 

SIGNALS CAl CAliBRATED SPl 
Cf - CREST FACTOR 
Cl - ClOCK 
CO - CLOCK OUT 
F - fAST 
f.f - FLIP FLOP 
J.K - fLIP FLoP INPUT$ 
OJ! FLIP· FLOP OUTPUTS 
R RESET IRSTI 
S - SLOW 

FAST AND SLOW TIMING 
RST 

I CTHE $U'M' OF A AND HI 

~$----

G ---=t..J:'::.- -
SLOW PULSE OCCURS 1 OUT OF 10 S 

FAST PUl$E OCCURS 1 OUT OF 2 S 

RESET 

I H> 

RESET 

100 

co H• 
Cl U2 

10Ht 
co 

10 

1. FAST OR SlOW 

U4 
10 

LOW ON RESET tF:"'SI 

Cl 

FAST 

Cl 

SLOW 

U3 
• 10 

R 

U7A 
J,K 
FS 

R 

5H• 
10.2 S PK PKI 

0 t---"'-'-'~,...--'----1 

_[
ON \ 

OFF" ' r1 ~ ••RST 

Jl_ PUlSE IS ClOCK PUlSE WIDE 
- -EVERY 10 CLOCK INPUTS 

SlOW 

FAST 

CREST 
FACTOR 
SIGNAL 

FAST 

SlOW 

CALOR 
SET 
FUNCTIONS 
FROM 
OR'U21 

_f.LoN 
OH 

BACKGROUND 
}C~-o- 1·20 dBI 

\ !FAST OR SLOW! 

] 
OUTPUT 
CONTROl 

\ 

Figure 4-1. Fast/Slow timing diagram. 
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4.3.4 Fast and Slow Modes. (Figure 4-1) 

Input-Divider Chain. In the fast and slow modes (or, whenever the crest factor 
mode is not selected), the signal from buffer U10E is first divided by 100 by the pro

grammable input-divider chain U1 and U2. When either the fast or slow mode is 
selected , the crest factor signal at U10A becomes positive and resets the "Q" of US to 

low. This logic 0 forces the output of AND gate U5C low, and this output is the reset 
line of dividers U1 and U2. Since the interlocked frequency for the fast and slow 
modes is 1 kHz , the 7 100 output frequency is 10 Hz (1 00-ms period). 

Fast-Signal Timing. When the fast mode is selected, the U3 divider-reset line is high , 
thereby inhibiting the output (which goes high). The reset line of flip-flop clock U7A 
is low (since it is the "slow" signal when it is low) ; and the 10-Hz divider-chain signals - . 
are presented to the input of this clock. The 0 of U7A therefore has a signal fre-

quency that is 1/ 2 the flip-flop input, or 5 Hz (200-ms period). 
The -:-2 output from U7 A and an inverted output from U3 are selected by NOR 

gate U6A, resulting in a 5-Hz signal at the input of the U4 clock (point @ in Figure 
4-1 ). U4 is free to count in the fast and slow modes (U6B sets th e reset line low in 
these modes) , and its logic-1 output ish igh for 1 clock duration out of every 10 input 
cycles, or for 200 ms every 2 s (10x0.2 s). This basic t iming signal is selected by the 
fast gate, U9A ; it is then passed through the crest-factor gate, U9B, and the CALI 
BRATED SPL (continuous) and "set" (pulse) gates, U6C and U1 OC. The output signal 

from U1 OC is used to control the analog output in the fast mode. 
Note that U6B is selected by either the fast or slow mode so that the background

level-control gate, U6D, responds to the output-level control signal. The background 
level is low when the output level is high, and the background level is high when the 
output level is lpw. 

Slow-Signal Timing. For the slow mode, flip-flop U7 A is deselected and d ivider U3 
is free to count with an output of 1 Hz. The same 7100 signal of the U 1 and U2 that is 
used for the fast mode is further divided by 1 0 by U3 and then routed through gate 
U6A. The net signal at@ is therefore a continuous 1 Hz. In a manner different from 
the fast mode, this 1-Hz signal is applied to both driver U4 and slow-selector gate U9C. 

Thus, the output at @is the inverted sum of @and@ (see Figure 4 -1). such that 
the period is 10 s (10x1 s); but the duration is 1/ 2 of a clock cycle, or 500 ms. The net 
result is a 0.5-s signal every 10 s, which is the timing signal for the slow mode. The 
signal at @ is gated through U9B, U6C and U10C and then passed on to the output
control line in the same manner as the fast signal. 

4.3.5 Crest-Factor Mode. (Figure 4-2) 

The operation of the crest factor timing is somewhat more complicated than that 
for fast and slow. Flip-flop USA is set free to divide in the crest factor mode, since the 
reset line is low. AND gate U5D also selects the timing signal that comes from the 0 of 
U7B . Dividers U1 and U2 together function as a 7 50 clock. Through a recogn ition 
scheme on their outputs, U2 and U1 are reset by a combination of the input signal at 
@ and the Q output of flip-flop USA at @ ; this results in the timing signal at 

the output of the crest-factor-select gate U5D. The reset will occur on the first positive 
clock cycle at @once @ is set high, and will last 1/2 of a clock cycle. 
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Figure 4-2. Crest-Factor timing diagram. 
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Assuming a reset has just occurred, all outputs on U1 and U2 will be low. Therefore 
the outputs of AND gates U5A and U58 will be low. Thus, the Q output of flip flop 
U78 will be low as the CLOCK signal at @toggles U78. Note that flop-flop U78 is 
reset by the common reset of U 1 and U2. 

On the 38th clock cycle , the signal at@ goes high , setting the J input of J / K flip 
flop U78 . The next 1/ 2 cycle of the signal at@(CLOCK} transfers the high J input 
to the Q output at ®. Th is is the start of the "on" cycle of the crest-factor control 
line. After the 38th cycle, the signal at@ goes low, but the high flip-flop J input 
remains stored and continues to be transferred to the output. 

On the 49th positive clock cycle at@and gate U58, the ouptut at@goes high . 
Half of a clock cycle later, the CLOCK signal at .@ transf.~rs the signal at ®from 
flip -flop U78 K input to the output, making the signal at®go low. The difference 
between 38 and 49 cycles is t he "on time" of the output signal : 

49 - 38 = 11 cycles, 11 x 1/ 2000 Hz= 11 x 0.5 ms = 5 .5 ms 

The system is reset 1/2 of a clock cycle later by USA. The 49th clock-recognition 
cycle at @is also the data input of USA. While the Q of U78 is going low, the same 
clock cycle at@ (CLOCK} is transferring the signal at@to the Q output of USA. 
This sets up AND gate U5C for the next positive cycle of the clock at @to set the 
common reset line at @ positive. At the end of the 49th cycle, the system is reset 
and ready to recycle . The total period is 0 through 49 cycles, or 50 cycles total: 

50 x 1/2000 Hz= 50 x 0 .5 ms = 25 ms (or 40Hz} 

since, CREST FACTOR = "2 x Period/Duration 

then, CREST FACTOR = ...J2 x 25/5 .5 = 3.0151 

The signal at the output of the crest-factor-select gate , U5D , is inverted by U1 08 
and inserted in the output-control chain at the fast-slow-crest-factor gate, U98. The 
signal is then routed through the pulse-or-continuous select gates U6C and U1 OC. 

Since both the fast and slow signals are low (deselected}, gates U9A and U9C 
inhibit any signals from the fast-slow circuitry and allow U98 to pass the crest factor 
control signal on to U6C and U10C. Note that deselection of NOR gate U6B inhibits 
the background-level control gate, U60, causing it to be always low. In the fast and 
slow modes, the output of U6D has the opposite polarity of the crest factor control 
signal discussed above. This signal, from U60, is used to control the background-level 
amplifier (U120) in the analog section . 
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Service and Maintenance-Section 5 
CAUTIONS 

The service instructions in this section should be performed by 
qualified personnel only. 

CAUTION 
® 

THE FOLLOWING COMPONENTS 
REQUIRE SPECIAL HANDLING 
FOR STATIC PROTECTION 
U1 through U11 and 
U13 through U21; 01 

Service personnel should observe the following precautions whenever 
handling the circuit board or any of its components listed in the 
symbol above. (This symbol is also included on the etched-board 

and schematic drawings in Section 6.) 

HANDLING PRECAUTIONS 

FOR ELECTRONIC DEVICES 
SUBJECT TO DAMAGE BY STATIC ELECTRICITY 

Place instrument to be serviced, spare parts in conductive (anti-static) envelopes or 
carriers, hand tools, etc on a work surface defined as follows. The work surface, typi
cally a bench top, must be conductive and reliably connected to earth ground through 
a safety resistance of 250 kil (min) to 500 kn (max). Also for personnel safety, the 

surface must NOT be metal; a resistivity of 30 kil per square is recommended. Avoid 
placing items on insulators, such as books, paper, rubber pads, plastic bags, or boxes. 

Ground the frame of any line-powered equipment, test instruments, lamps, drills, 
soldering irons, etc., directly to earth ground and be sure they have rubber feet or 

other means of insulation from the work surface. The instrument being serviced should 
be similarly insulated while grounded through the power-cord ground wire, but must 

be connected to the work surface before, during, and after any disassembly or other 
procedure in which the line cord is disconnected. (Use a clip lead.) 

Exclude any hand tools and other items that can generate a static charge. (Examples 
of forbidden items are non-conductive plunger-type solder suckers and rolls of vinyl 

electrical tape.) 
Ground yourself reliably, thr:eugh a resistance, to the work surface; use for example 

a conductive strap or cable with- a wrist cuff. (Suitable personnel-grounding devices are 
commercially available.) The cuff must make electrical contact directly to your skin; 
do NOT wear it over clothing. Resistance between skin contact and work surface must 
be 250 kil (min) to 1 Mil (max). 

If any circuit boards or IC packages are to be stored or transported, enclose them in 
conductive envelopes and/or carriers. Remove the items from such envelopes only with 
the above precautions; handle IC packages without touching the contact pins . 
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Avoid circumstances that are likely to produce static charges, such as wearing clothes 
of synthetic material, sitting on a plastic-covered or rubber-footed stool (par ticularly 
while wearing wool), combing your hai r, or making extensive erasures. These 
circumstances are most significant when the air is dry. 

When testing static-sensitive devices, be sure de power is on before, during and after 
application of test signals. Be sure all pertinent voltages are switched off while boards or 
components are removed or inserted, whether hard-wired or plug-in . 

5.1 CUSTOMER SERVICE. 

The warranty (at the front of the manual) attests the quality of materials and work
manship in GenRad products. If malfunction d~es occur, GenRad service engineers will 
assist in any way possible. If the difficulty_cannot be eliminated by use of the following 
service instructions, please write or phone the nearest GenRad service facil  ity (see back 
page), giving full information of the trouble and the steps taken to remedy it. Describe the 
instrument by name, catalog number, serial number, and ID (lot) number if any . (Refer to 
front and rear panels.) 

5.2 INSTRUMENT RETURN. 
5.2.1 Returned Material Number. 

Before return ing an instrument to GenRad for service, please ask the nearest office for 
a "Returned Material" number. Use of this number in correspondence, and a tag tied to 
the instrument, will ensure proper handling and identification. After the initial warranty 
period, please avoid unnecessary delay by indicating how payment will be made; i.e., send 
a purchase-order number. 

5.2.2 Packaging and Cushioning. 
To safeguard the instrument during storage and shipment, please use packaging that is 

adequate to protect it from damage, i.e. , equivalent to the or iginal packaging.  Contract 
 on short 

notice. 
Cover the painted surfaces of the instrument with protective wrapping paper or 

plastic film. Pack the instrument securely in a strong, protective, corrugated container 

with a minimum bursting test of 20 kg/cm2 (275 lb/ in.2 
) . Place urethane-foam or 

plastic-air-cell cushioning along all surfaces of the instrument. Ensure a snug fit . Mark the 
box "Delicate Instrument" and seal it with strong tape. 

5.3 PERFORMANCE VERIFICATION. 

The following procedure is intended as a quick performance check of the 1986, and is 
distinct from the test and calibration procedures in para 5 .6 that require accuracy 
traceable to the National Bureau of Standards. A sound-level meter such as the GR 1982 
Precision Sound-Level Meter, or its equivalent, should be used for this per formance test. 
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a. The calibration of the 1982 should first be checked, and adjusted if necessary, 
using another calibrator with a known accuracy correct to within ±0.5 dB. A GR 1987, 
GR 1562, or GR 1567 can be used for this purpose. To calibrate the 1982, set its 
controls as follows: 

Power Switch 
DIGITAL DISPLAY. 
OCTAVE FILTER FREQ (Hz) 
dB RANGE. 
DETECTOR 

ON 
CONT 
1 kHz 
70- 120 
FAST 

b. Set the controls on the calibrator being used to correspond with the 1982 con
trols that were set in step a. Install a 1/2-in. microphone adaptor on the transducer of 
the calibrator, and then insert the transducer and adaptor over the microphone of the 
1982. 

c. Observe the 1982 digital display, and adjust its CAL control for a reading of 
exactly 114.0 dB. The 1982 is now accurately calibrated to within ±0.5 dB. 

d. Insert the 1/2-in. microphone adaptor (P/N 1987-7061) in the transducer cavity 
of the 1986 under test. 

e. Place this transducer-adaptor assembly over the microphone of the 1982, and 
select the following on the 1986. 

FREQUENCY. 
LEVEL . 
VARIABLE SPL 

1 kHz 
114 dB 
CALIBRATED SPL 

f. Observe the reading on the 1982; it should be 114 dB, ±0.5 dB; readjust CAL 
control for exactly 114 dB before proceeding. 

g. Select the other 5 FREQUENCY positions on the 1986 and, in each case, select 
the corresponding frequency on the 1982 OCTAVE FILTER FREQcontroi.Observe 
the reading at each frequency; acceptable tolerances are indicated in Table 5-1 

Table 5-1 

CALIBRATION TOLERANCES FOR VARIOUS FREQUENCIES 

1986 1982 Acceptable Reading on 1982 
Frequency Octave Filter Frequency Digital Display• 

(Hz) (Hz) (dB) 

1 k 1 k Adjust 1982 CAL control for 
114.0 dB reference. 

125 125 114.0 ± 1.5 

250 250 114.0 ± 1.5 

500 500 114.0 ± 1.5 

2k 2k 114.0 ± 1.5 

4k 4k 114.0 ± 2.0 

• Refer to Table A in the Condensed Operating Instructions for microphone corrections 
that must be added to the 1982 reading before comparing it to the values below. 
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h. Return the 1986 FREQUENCY switch to 1 kHz, and the 1982 OCTAVE 

FILTER FREO switch to 1 kHz. The 1982 should still indicate 114.0 dB; if not, 

readjust its CAL control. 
i. Select the other 4 LEVEL positions on the 1986 and, in each case, select the 

corresponding 1982 dB RANGE indicated in Table 5-2. Observe the reading for each 

of the 4 settings of the 1986 LEVEL control; acceptable tolerances are indicated in 

Table 5-2. 

Table 5·2 

CALIBRATION TOLERANCES FOR VARIOUS LEVELS 

1986 1982 
Level dB Range 
(dB) (dB) 

114 70 - 120 

104 70 - 120 
94 50- 100 

84 50 - 100 
74 30 - 80 

•see footnote, Table 5-1. 

Acceptable Reading on 1982 
Digital Display* 

(dB) 

Adjust 1982 CAL control for 
114.0 dB reference. 
104.0 ± 0.5 

94.0 ± 0.6 
84.0 ± 0.5 
74.0 ± 0.6 

j. Return the 1982 dB RANGE control to the 70 -120 dB position, and the 1986 

LEVEL control to 114 dB.Setthe 19820CTAVE FILTER FREOswitchtoWTG, 

and the WEIGHTING switch to C. 
k. Set the 1986 VARIABLE SPL control to set fast/slow. Turn the SPL ADJUST 

control fully clockwise, and note the 1982 indication; it should be greater than 118.0 
dB . Now turn the SPL ADJUST fully counterclockwise, and again note the 1982 indi
cation. The difference between the 2 readings should be at least 11.0 dB. 

I. Set the SPL ADJUST control for an indication of 116.0 dB on the 1982. 

m. Set the VAR lAB LE SPL switch to fast. The output of the 1986 now contains 
1-kHz tone bursts; each burst has a 200-ms duration once every 2 s. The 1982 indica-. - ~ 

tion should drop to 96.0 ±1.0 dB dunng the "off" time, and rise to 115.0 ±1.0 dB 

during the "on" time. 

n . Set the 1982 DETECTOR switch to SLOW and the 1986 VARIABLE SPL 
switch to slow. The output of the 1986 now contains 1-kHz tone bursts; each burst 

has a 500-ms duration once every 10 s. The 1982 indication should drop to 96.0 ± 1.0 
dB during the off time, and rise to 112.0 ± 1.0 dB during the on time. 

o. Return the 1982 DETECTOR switch to FAST and the dB RANGE switch to 

50- 100 dB. Set the 1986 LEVEL control to 94 dB and the VARIABLE SPL switch 
to set crest fctr. 

p . Adjust the SPL ADJUST control for an indication of 98.0 dB on the 1982. 
q. Set the VARIABLE SPL switch to crest factor. The output of the 1986 now 

contains 2-kHz tone bursts at a 40-Hz repetition rate; each burst has a 5.5-ms dura
tion with a crest factor of 3. The 1982 indicator should still indicate 98.0 ± 0.5 dB. 
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5.4 FREQUENCY INTERLOCK. 

When the 1986 is shipped from the factory, an internal jumper (J1) is set for a 

"frequency interlock" mode of operation. Under this condition, the FREQUENCY 

switch is functional only in the CALl BRA TED SPL position of the VARIABLE SPL 

control. In each of the other 5 VARIABLE SPL modes, a frequency of either 1 kHz or 

2 kHz is automatically generated as specified by the standards for testing sound
measuring instruments. A 1-kHz tone-burst signal is generated in the fast and slow 
modes, and a 2-kHz tone-burst signal in the crest factor mode . 

It is possible to increase the test capability of the 1986 by repositioning the inter

lock jumper, J 1, to its non-interlock position. In the "frequency non-interlock" mode, 

a full selection of frequencies from 125 Hz to 4 kHz is possible in all 6 VAR lAB LE 

SPL positions. This makes possible a wide variety of tone-burst on-and-off times. 

These signals can be used for purposes other than the standards-specifications testing 
mentioned above, where only the 1-kHz signal was available in the fast and slow modes 
and only the 2-kHz signal in the crest factor mode. Table 5 -3 lists the on and off dura

tions and the periods for the 3 tone-burst modes (fast, slow, and crest factor) when 
jumper J1 is in the non-interlock position. 

In order to change interlock jumper J1 to its non-interlock position, it is first neces

sary to remove the cover from the 1986; refer to para 5 .5 for this disassembly pro
cedure. The location of jumper J1 is shown in Figure 5-2. It must be unplugged from 

the board, rotated 180°, and then plugged back into the board to set the 1986 for the 
non-interlock mode of operation. (When the dot on the top of the J1 connector is 

adjacent with the dot on the board, the jumper is in its "frequency interlock" position; 

reversing this orientation establishes the "frequency non-interlock" position.) 

If at any time the position of the non-interlock plug is uncertain, it can be easily 

determined by setting the 1986 VARIABLE SPL control to set fast/slow position; 

in this mode, the acoustic output of the 1986 can be audibly monitored as the FRE

QUENCY switch is changed. In the interlock mode, the FREQUENCY switch has no 

effect on the 1986 output, since a constant frequency of 1 kHz is automatically gene

rated. In the non-interlock mode, the output frequency will audibly change as the 
FREQUENCY control is switched to different positions. 

5.5 DISASSEMBLY. 

Disassembly of the 1986 essentially consists of removing the knobs and top black 

cover to gain access to the circuit board; this would normally only be required for 

troubleshooting purposes, recalibration, or repositioning of the frequency-interlock 

jumper J1 (discussed in the preceding paragraph). 

To remove the cover from the 1986, proceed as follows: 
a. First remove the 4 'black knobs by grasping each one firmly and pulling it off of 

its shaft . It is not necessary to remove the metal inserts that are exposed once the 

~nobs are removed, as the cover can be removed with them in place. 
b. Remove the 6 Phillips-head screws on the underside of the instrument as noted 

in Figure 5-1. 
c. Grasp the cover and remove it from the instrument by sliding it over the switch 

shafts. Figure 5-2 is a view of the circuit board (PIN 1986-4 700) as it appears in the 

instrument once the cover is removed. 
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Fast Mode 

On-Time Off-Time* 
Frequency of Tone of Tone 

Setting Burst Burst 
(Hz) (s) (s) 

125 1.6 14.4 

250 0.8 7.2 

pOO 0.4 3.6 

1ooot 0.2t 1.8t 

2000 0.1 0.90 

4000 0.05 0.45 

Table 5-3 

TONE-BURST DURATIONS 
IN THE NONINTERLOCK MODE 

Slow Mode 
On-Time Off-Time* 

Total of Tone of Tone 
Period Burst Burst 

(s) (s) (s) 

16,0 4.0 76.0 

8.0 2.0 38.0 

4.0 1.0 19.0 

2.01 o.5ot 9.5t 

1 0 0.25t 4.75 

0.5 0.125t 2.375 

•off-Time represents a 20-dB drop from the On-time. 

t Denotes normal conditions for the interlock mode. 

Crest-Factor Mode---, 
On-Time Off-Time* 

Total of Tone of Tone Total 
Period Burst Burst Period 

(s) (ms) (ms) (ms) 

80.0 88 312 400 

40.0 44 156 200 

20.0 22 78 100 

1o.ot ,t 39 50 

5.0 5.5t 19.5t 25t 

2.5 2.75 9.75 12.5 



SIX SCREWS 
SECURING COVER 
TO INSTRUMENT 

Figure 5-1. Removal of cover. 

CAUTION 
Observe the HANDLING PRECAUTIONS at the beginning of 
this section whenever handling the circuit board or any of its 
components subject to static electricity. 

d. The cover and knobs can be reinstalled in the reverse order of steps a, b, and c. 
When replacing the cover, make sure that its edge is fitted to the gasket through which 
the transducer and battery cables pass . There are grooves in these gaskets to accom
modate the edge of the ~over . 

5.6 TESTS AND CALIBRATIONS. 

CAUTION 
The following procedu.r.es are intended for an experienced technician . 

The following procedures should be performed after an instrument has been repaired 
or when the ev~luation of para 5.3 (performance verification) indicates that the instru
ment may not be functioning according to specifications. Before performing this cali
bration, the top cover must be removed from the instrument to allow access to test 
points and calibration adjustments (refer to the disassembly procedure in para 5.5). 

A list of recommended test equipment is given in Table 5-4. Figure 5-2 shows the 
locations of test points and calibration potentiometers that will be used for the follow
ing procedures. 



R48 

R43 

R39 

TP24 

ACOUTPUT 
JACK J3 

WT3 

C12 
(+) 

C12 
{-) 

CONNECT EXTERNAL 
BATTERY HERE FR EOU ENCY -INTER LOCK 

*DOT ON CONNECTOR IS ADJACENT TO DOT ON BOARD FOR "FREQUENCY 
INTERLOCK" MODE; REVERSE THIS ORIENTATION FOR "FREQUENCY NON
INTERLOCK" MODE. 

Figure 5 -2. Circuit-board (P/N 1986-4700) test points and calibration potentiometers. 
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Equipment 

Table 5-4 

REQUIRED TEST EQUIPMENT 

Requirements 

100 pF, 25 Vdc, ±10%. 

Recommended* 

Capacitor 

Distortion Analyzer Distortion down to 1 %; voltage range Hewlett-Packard 334A 

Frequency Counter 

Patch Cord 

Patch Cord 

Patch Cord 

Patch Cord 

30~J.Vto30V. 

General purpose; de; frequency to GR 1192 
50 MHz. 

Double-banana plug (3/4-in. spacing) GR 274-NP 
each end. 

Double-banana plug (3/4-in. spacing) 
to clip leads. 

Double-banana plug (3/4 in. spacing) 
to miniature-phone plug (0.097-in. 
diameter). 

Double-banana plug (3/4-in . spacing) 
to BNC (male). 

GR 1560-P77 

GR 1560-P79 

Patch Cord (2) 

Power Supply 

Resistor 

BNC (male) to clip leads. 

0 - 12 Vdc. Hewlett-Packa rd 6213A 

Resistor 

Voltmeter, Digital 

VOM 

•or equivalent. 

5.6.1 Battery. 

47 kfl , 1/8 W, ±5%. 

51 n. 11s w. ±5%. 

General-purpose; ac/dc. 

1 00-mA range. 

Data Precis ion 3400 

Ballantine 323 VTVM 

a. Make the setup shown in Figure 5-3. The power supply can be connected directly 
to the circuit board at WT1 (+) and WT2 (-) if the 1986 cover is removed (see Figure 5-2). 

NOTE 

When the cover is not removed, connections must be made to the 
battery terminals. 

b. Set the 1986 as follows: 

FREQUENCY . 

LEVEL . 

VARIABLE SPL 

1 kHz 
114 dB 

CALIBRATED SPL 

c. Adjust the power-supply output for a 9-V indication on the DVM . Current drain 
from the 1986 is typically 15 to 20 rnA. 

d. Slowly decrease the output voltage from the power supply, and note the voltage 
at which the audible output from the 1986 cuts out. Typically this should occur at 
7.0 ± 0.2 V. 

e. Slowly increase the output voltage from the power supply until the 1986 turns 
back on, and note this voltage. This should occur at a voltage approximately 0.2 V 
above the cut-out voltage noted in step d above. 

5-9 



VOM 
(100-mA RANGE) 

j\ + .- WT1 (+) 

\!._/ \_ PATCH CORD -
POWER DOUBLE-BANANA 
SUPPLY r PLUG TO CLIP 

- LEADS -., WT2 (-) 

GR 1986 
OMNICAL 

--
GR 274-NP PATCH CORD 
DOUBLE-BANANA PLUG EACH END 

+ 

DVM 

-

Figure 5-3. Test setup for battery check. 

f. Remove the VOM from the setup and adjust the power-supply output to 7.5 V 

for the remaining tests. 

5.6.2 AC Output. 

The following procedure is for checking the level and distortion of the 1986 AC 
OUTPUT: 

a. Connect the DVM (set to AC) to the 1986 AC OUTPUT connector using the 
G R 1560-P77 Cable. 

b. Set the 1986 as follows: 

FREQUENCY . 
LEVEL . 
VARIABLE SPL 

1 kHz 
114 dB 
CALIBRATED SPL 

c. The DVM should indicate an ac-output level of 230 mV ±23 mV. 
d. On the 1986, change the VARIABLE SPL switch to set fast/slow. 
e. Set the 1986 SPL ADJUST control for an indication of 0 .500 Von the DVM. 
f . Connect the 1986 AC OUTPUT to the HP-334A instead of to the DVM. The 

distortion should measure less than 1%. 
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5.6.3 Output Level to Transducer. 

CAUTIONS 
This test should be performed only if it is impossible to adjust the 

acoustical output to its proper level as described in para 5.6.1 0. 

Once any adjustment of R39 has been made, the acoustical calibra
tion of the 1986 is no I onger valid. 

a. Connect the DVM (set to AC) between WT3 (with transducer connected) and 
ground on the 1986. The connection to ground can be made on the negative side of C12, 
which is adjacent to the AC OUTPUT connector (refer to Figure 5-2). 

b. Set the 1986 as follows : 

FREQUENCY. 
LEVEL . 
VARIABLE SPL 

1kHz 
114 dB 

CALIBRATED SPL 

c. Adjust the potentiometer, R39 (see Figure 5-2), fully clockwise and fully 
counterclockwise; note the voltage indication on the DVM at each setting of the 
potentiometer. The maximum-to-minimum voltage swing should be from 1.32 ± 
0.20 V to 0.420 ± 0.06 V. Failure to meet the above voltages indicates either a defective 
transducer or 1 986 circuit. In order to determine ifthe transducer is defective, replace the 
transducer with a 51-0 resistor across WT3 and WT4. If the maximum-to-minimum 
voltage swing is not within the specified range, then the transducer is defective. 

Otherwise, the 1988 circuitry is defective. 

5.6.4 Attenuator Accuracy. 
a. The DVM should remain, as previously connected in para 5.6.3, between WT3 

and ground. 
b. Set the 1986 as follows: 

FREQUENCY. 

LEVEL . 
VARIABLE SPL 

any setting (1 kHz is automati
cally generated in set fast/slow 
mode) 

114 dB 

set fast/slow 

c. Set the SPL ADJUST control for an indication of 1.000V on the DVM. . . 
d. Change the 1986 LEVEL control to the positions noted in Table 5-5. The volt-

age indicated on the DVM should be within the specified range. 

5.6.5 Frequency. 

a. Connect the GR 1192 Frequency Counter to the 1986 AC OUTPUT connector 
using the GR 1560-P79 Cable. 
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Table 5-5 

VOLTAGE READINGS FOR ATTENUATOR-ACCURACY CHECK 

1986 level 
(dB) 

114 
104 
94 
84 
74 

• Reference voltage is 1 .000 V. 

b. Set the 1986 as follows : 

FREQUENCY. 

LEVEL . 

VARIABLE SPL 

DVM Voltage 
(mV) 

reference* 

313.0-319.4 
99.0 - 101.0 
31.3 - 31.9 
9.90- 10.1 

as noted below 

114 dB 

CALIBRATED SPL 

c. Select the 1986 FREQUENCY as noted in Table 5-6; the frequency indication 
on the 1192 must be within the range shown. 

Table 5-6 

FREQUENCY-CHECK READINGS 

1986 Frequency Setting 
(Hz) 

125 
250 
500 

1,000 
2,000 
4,000 

1192 Frequency Indication 
(Hz) 

122.1 - 1 29.7 
243.7 - 258.7 
486.2 - 516.2 
970 - 1,030 

1 ,935 - 2,054 
3,862 - 4,100 

d. Set the 1986 as follows: 

FREQUENCY. 
LEVEL . 
VARIABLE SPL 
SPLADJUST . 

4kHz 

114 dB 
set fast/slow 
fully counterclockwise 

e. The 1192 counter should indicate a frequency of 1000 ± 30 Hz.lfthe1000-Hz 
frequency is not indicated, it is likely that either the 1986 is in the non-interlock 
mode, or the frequency circuitry of the 1986 is defective. Refer to para 5.4 for the 
procedures to change the frequency-interlock mode. 
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f. Set the 1986 as follows: 

FREQUENCY. 

LEVEL . 

VARIABLE SPL 

any setting (2 kHz is auto
matically generated in set crest 
fctr mode) 

104 dB 

set crest fctr 

g. The 1192 counter should indicate a frequency of 2000Hz, plus 54 Hz or minus 
65Hz. 

5.6.6 SP L-Adjust Range. 

In Set Fast/Slow Mode. 

a. Connect the HP-334A to the 1986 AC OUTPUT connector using the GR 1560-
P77 Cable. 

b. Set the 1986 as follows : 

FREQUENCY. 
LEVEL . 

VARIABLE SPL 

c. Set the HP-334A as follows: 

FUNCTION 
METER RANGE . 

1 kHz 
114 dB 

CALIBRATED SPL 

SET LEVEL 
SET LEVEL 100 

d. Adjust the HP-334A SENSITIVITY vern1er control for a reference reading 
of -6.0 dB on its meter. 

e. Change the 1986 VAR lAB LE SPL control to set fast/slow. 
f. Set the 1986 SPL ADJUST fully clockwise and fully counterclockwise, and 

note the reading on the 334A meter in each case. The level should be adjustable down 
to at least -9.5 dB and up to at least +1.5 dB. 

NOTE 
This represents an adjustment over an 11 -d B span from 0.154 V to 

0.545 V about the nominal ac output voltage of 0.23 V at 114 dB. 

In Set Crest Fctr Mode: 

a. Set the 1986 as follows: 

FREQUENCY. 
LEVEL . 
VARIABLE SPL 

1 kHz 
104 dB 
CALIBRATED SPL 
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b. On the HP-334A. set the METER RANGE to SET LEVEL 30. Adjust the HP-334A 
SENSITIVITY vernier control for a reference reading of -9.0 dB on its meter. 

c. Change the VARIABLE SPL control on the 1986 to set crest fctr. 

d. Set the 1986 SPL ADJUST fully clockwise and fully counterclockwise, and note 
the reading on the 334A meter in each case. The level should be adjustable down to at 
least -9.5 dB and up to at least +1.5 dB. 

NOTE 
This represents an adjustment over an 11-dB span from 68.6 mV to 
243 mV about the nominal ac output voltage of 72.7 mV at 104 

dB. 

5.6.7 Timing Functions. 

a. Make the setup shown in Figure 5-4 in the following sequence (refer to Figure 
5-2): 

INPUT B 100 pF 
(REAR) I L JV\,A.., .... BNC 

1 r - TP19 
47 kQ 

GR 1986 
1192 OMNICAL 

INPUT A 
(FRONT) _... BNC - TP24 - -

__a TP4 -

_.._ ----
Figure 5-4. Test setup for timing-functions check. 

• Connect Input B to TP19 through a 100-pF capacitor and a 47-kQ resistor 
using a BNC-to-clip-lead cable. 

• Connect Input A to TP24 (initially) using a BNC-to-clip-lead cable. 

• Make sure that the ground from either the Input A or Input B connector is 
connected to the 1986 ground (negative side of C12). 

b. Set the 1192 as follows : 

INPUT ATTEN 10:1 

5-14 

RATIO . 
TRIGGER LEVEL 
AC/DC . 
DISPLAY . . . 

PERIODS OR RATIOS AVERAGED 
STORAGE (REAR PANEL) . . 

depressed 
mid range 
AC 
1 s or less 
1 
depressed 



c. Set the 1986 as follows: 

FREQUENCY. any setting (1 kHz is auto-
matically generated in fast mode) 

LEVEL . 114 dB 
VARIABLE SPL fast 
SPL ADJUST . fully clockwise 

d. Select the 1986 controls as indicated in Table 5-7. Connect the 1192 INPUT 
A to TP24, and then to TP4 (see Figure 5-2). Note the counter reading in each case; 
it should be within the tolerance indicated on the expected readings. Notice that a 
new count will not necessarily occur on each tone burst. 

Table 5-7 

READINGS FOR TIME-FUNCTION CHECK 

1192 Expected Reading (in dB)* 1986 1986 RATIOS 
VARIABLE SPL LEVEL AVERAGED 

With 1192 Connected to: 

Position Position (dB) Position TP24 TP4 

fast 114 200 ± 1 2,000 ± 5 
slow 114 1 500 ± 1 10,000 ± 5 

crest factor 104 10 110 ± 1 500 ± 2 

•counter's trigger level must be properly set to obtain correct reading. 

5.6.8 Crest-Factor Burst level. 

a. Connect the DVM to TP4 and ground on the 1986 (see Figure 5-2). 
b. Set the 1986 as follows: 

FREQUENCY. 

LEVEL . 
VARIABLE SPL 

any setting (2 kHz is automati
cally generated in set crest fctr 
mode) 
104 dB 
set crest fctr 

c . Set the SPL ADJUST control for an indication of 200 mV on the DVM . 

d. Change the VARIABLE SPL. control to crest factor . The DVM should now 
indicate 426 ± 4 mV. The change from 200 mV to 426 mV represents a difference 

of 6.58 dB. 

5.6.9 Background level. 

a. Connect the DVM to the 1986 AC OUTPUT connector. 
b . Set the 1986 as follows: 

FREQUENCY. 

LEVEL . 
VARIABLE SPL 

any setting (1 kHz is automati
cally generated in set fast/slow 
mode) 
114 dB 
set fast/slow 
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c. Set the SPL ADJUST for an indication of 500 mV on the DVM. 
d. Set the 1986 VARIABLE SPL control to slow ; between bursts, the DVM must 

indicate 50± 5 mV. 

5.6.1 0 Acoustical-Output Level. 

Special facilities are required to calibrate the output level of the 1986 so that it, 
in turn, can be used to calibrate sound-measuring instruments in accordance with 
ANSI and IEC specifications. Such facilities are available at the GenRad factory and 
service centers, and are used in the initial factory calibration or repair of a 1986. These 
facilities must include a standard microphone, such ~s the We~tern Electric Co. 640AA 
or its equivalent, that possesses a known level traceable to the National Bureau of 
Standards. 

Potentiometer R39 (see Figure 5-2) is first adjusted at 1 kHz for a level of 114 dB 
re 20 tJ.Pa. Potentiometers R43, 44, 46, 47, and 48 are then adjusted for 114 dB at 
4 kHz, 2 kHz, 500 Hz, 250 Hz and 125 Hz, respectively. These controls are normally 
glyptolled in place at the time of original calibration, and they should not be tampered 

with unless a full calibration facility exists. 

5.7 TROUBLE ANALYSIS. 

When a malfunction is suspected m the 1986, it is first recommended that the 
performance verification procedure of para 5.3 be performed. This will usually 
establish if there is a problem with the unit. The 1986 should only be serviced by 
persons skilled in the repair of delicate electronic equipment. 

CAUTION 
Service personnel, observe the special HANDLING PRECAUTIONS 
at the beginning of this section before performing any work on the 
calibration board in this instrument. 

Detailed schematics and parts lists are included in Section 6, and circuit descrip
tions in Section 4. The schematics have many waveforms and voltages to aid in trouble
shooting procedures. If the 1986 undergoes any repair that will alter its acoustical 
output, it is essential that the test and calibration procedure described in para 5.6 
be performed. It is important to note that a special calibration facility is required 
for the acoustical calibration described in para 5.6.10. 
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Parts Lists and Diagrams-Section 6 

NOTE 
Electrical-parts information in this section is presented in such a way 

that all the component and circuit data are visible in a single open
ing of the manual. Thus, the etched-board part-location diagram 
appears on a left-hand tip-out page, while the electrical-parts list is 
on the apron and the 2 schematic diagrams are on right-hand t ip-out 
pages. 

REFERENCE DESIGNATOR ABBREVIATIONS 

B Motor p Plug 
BT Battery Q Transistor 
c Capacitor R Resistor 
CR Diode s Switch 
DS Lamp T Transformer 
F Fuse u Integrated Circuit 
J Jack VR Diode, Zener 
K Relay X Socket for Plug-In 
KL Relay Coil y Crystal 
KS Relay Switch z Network 
L Inductor 
M Meter References 
MK Microphone ASA Y32.16 and M I L-STD-167 

6.1 MECHANICAL PARTS. 

Figures 6-1, 6-2 and 6-3 show locations of mechanical parts on the G R 1986; 
adjacent tables I ist descriptions and associated G R and manufacturers' part numbers. 

6.2 ELECTRICAL-PARTS LIST AND DIAGRAMS. 

Figures 6-4, 6-5, 6-6 and 6-7 are, respectively, the block diagram, etched-board 

diagram, analog schematic diagram and digital schematic diagram of the circuits and 
components in the 1986. An electrical-parts .list gives descriptions and part numbers 
for the electrical components shown in these figures. 

6.3 FEDERAL MANUFACTURERS' CODE. 

The code numbers of all manufacturers that supply parts. for this instrument are 
listed on a tip-out page in this section. The applicable code numbers for specific parts 
are given in the mechanical and electrical-parts lists . 
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Figure 6-1. Mechanical parts on front panel and transducer assembly. 
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MECHANICAL PARTS ON FRONT PANEL AND TRANSDUCER ASSEMBLY 

Fed. 
Fig. 6-1 Mfg. 
Ref. No. Name Description/Purpoll GR P/N Code Mfg. P/N Oty 

Clamp, Left Plastic, flexible; secures 1986·7050 24655 1986-7050 

transducer assembly. 

2 Clamp, Right Plastic, flexible; secures 1986-7055 24655 1986-7050 1 
transducer assembly. 

3 Transducer Twist-shield type; 1986-0200 24655 1986-0200 
Cable extension of transducer 

assembly. 

5 Housing, Plastic; 1986-7000 24655 1986-7000 
Transducer 
Top 

6 Microphone Molded plastic; 1987-7061 24655 1987-7061 
Adaptor adapts transducer 

cavity to 1/2-in. 
microphone. 

7 Transducer Electromagnetic, 1986-1020 24655 1986-1020 1. 
aluminum diaphragm; 
converts electrical 
signal to acoustical 
output. 

8 Gasket, Styrene butadiene 1986-7045 24655 1986-7045 
Housing elastomer; provides 

moisture and dust 
control. 

9 Housing, Plastic; contains 1986-2035 24655 1986-2035 1 
Transducer transducer assembly 
Bottom and includes 1-i n. 

cavity for micro-
phone insertion. 

10 Screw Pan-head , 0 .112-40x 7044-1103 24655 7044-1103 4 
0 .375-in.; secures 
top housing to 
bottom housing of 
transducer assembly. 

11 Gasket, Circular; separates 1986-7060 24655 1986-7060 4 
Switch 1986-1000 cover 

from S1, S2, S3 and 
R20 assemblies. 

12 Label Satin finish ; contains 1986-0410 24655 1986-0410 4 
markings for panel 
controls and instru-
ment identification. 

13 Knob, Bar Plastic; fits on shaft 5500-5226 24655 5500-5226 4 
of S1, S2, S3 or R20. 

14 Cover Aluminum, black; 1986-1000 24655 1986-1000 
covers circuit board; 
secured by six 7044-
11 03 screws. 
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Figure 6-2 . Mechanical parts on side and rear panels. 
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MECHANICAL PARTS ON SIDE AND REAR PANELS 

Fed. 
Fig. 6-2 Mfg. 
Ref. No. Name Description/Purpose GR P/N Code Mfg. P/N Qty 

Screw Pan-head, 0 .112-40x 7044-1103 24655 7044-1103 6 
0.375-in .; secures 1986-
1 000 cover to chassis 
(see Figure 5-1) . 

Washer Security, 7x3.0x0.5; goes 8140-3007 24655 8140-3007 6 
with 7044-1103 screw. 

2 Cable, 23-cm (9-in.), double-lead 1986-0210 24655 1986-0210 
Battery molded cable; connects 

battery contacts to circuit 
board. 

3 Contact, Spring metal ; connects 1987-8010 24655 1987-8010 2 
Battery battery to 1 986-021 0 

cable. 

4 Pad Foam, adhesive ; 5155-4731 24655 5155-4731 1 
compresses and locates 
battery in battery case. 

5 Pad Foam, adhesive; 1986-7015 24655 1986-7015 
compresses and locates 
battery in battery case. 

6 Pad Foam, adhesive; cushions 1986-7030 24655 1986-7030 
cover against battery. 

7 Pin, Battery Metal; inserts into hinge 1986.S010 24655 1986.S010 
Cover of battery cover. 

8 Battery 9-V alkaline; provides 8410-3400 90303 MN16041NS 
power to instrument. 

9 Battery Case Plastic; contains battery ; 1986-2020 24655 1986-2020 
includes outline for 
proper polarization . 

10 Connector Miniature jack, 0.097-in. 4260-1110 82389 TR-2A 
diameter, AC OUTPUT 
(J3) ; accepts Switch-
craft Type 850 
miniature plug 
(GR P/N 4270-11101. 

11 Button, Nylon back; 0 .359-in.; 4160-0250 02768 207-230201 -
Snap covers AC OUTPUT 00-0108 

jack (J3·l. 

12 Strap Plastic ; contains 1986-7035 24655 1986-7035 
4160-0250 snapbutton . 

13 Foot Adhesive-backed rubber 5260-2070 24655 5260-2070 6 
foot; prevents direct 
contact of chassis with 
outside surfaces. 
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Figure 6-3. Mechanical parts on top section . 

MECHANICAL PARTS ON TOP SECTION 

Fed. 
Fig. 6-3 Mfg. 
Ref. No. Name Description/Purpose GR P/N Code Mfg. P/N Oty 

2 Frame, Styrene butadiene 1987-7085 24655 1987-7085 
Window elastomer; provides 

moisture and dust 
control. 

3 Screw, Cover 0 .112-40 thread; 1987-6001 24655 1987-6001 
includes knurled head ; 
secures battery cover. 

4 Cover, Aluminum, gray; 1986-2000 24655 1986-2000 
Battery includes hinge, pad , 

and knurled- head 
screw; protects 
battery compartment. 
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CAUTION® 
THE FOLLOWING COMPONENTS 
REQUIRE SPECIAL HANDLING 
FOR STATIC PROTECT ION 
REFER TO ESPM-247 
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SOUND INSTRUMENTATION CALIBRATION CHARTS 

Instrument Type -------------- Tested By -------------

Serial Number Date 

FREQUENCY-WEIGHTING TEST 

A -Weiuhting 
I 

B-Weightfng C-Welghting 

oK
1 

Freq Reading Corrected Reading OK Reading Corrected Reading OK Reading Corrected Reading 

fH•) (dB) from Table A • (dB) ? (dB) from Table A • (dB) ? (dB) from Table A • (dB) ? 

125 

250 

1000 
(ref.) II'•'· [I ref.) 

X X )( 

2000 

4000 

•s .. Condensed Operating I nstructlons 

INDICATOR-LINEARITY TEST LEVEL-RANGE-CONTROL (ATTENUATOR) TRACKING TEST 

1986 I Instrument Under Test 
I 

Level Meter Readinu OK Digital Reading OK 
ldB) (dB) ? (dB) ? 

Instrument Under Test 1986 I 
Level Mater Reading OK Digital Reading OK 

Fuii.Sc:ala Level on 
(dB) (dB) ? (~B) 7 

Instrument Under Test X )( 

(Reference Levell 
Reference Level X X 
l94 dB recommended) 

-10dB 
104 

down from Full Scale 114 

-20dB 
down from Full Scale 

84 

-30dB 
74 

oown from Full Scale 

- 40dB 
down from Full Scale 

DYNAMIC-CHARACTERISTICS TEST 

RMS-ACCURACY TEST Max Meter OK Max Digital OK 
Readinu (dB) ? Reeding (dB) ? 

Meter Reading OK D igital Reading OK 
(dB I ? (dB) ? Reference Level X X 

Reference Level X X Fast-Response Level 

Crest-Factor Level Slow-Response Level 



RFfDfS 

c 
c 
c 
c 4 
c s 
c b 
c 7 
c 8 
c <) 
c 10 
c ll 
c 12 
c 13 
c 14 
C IS 

c~ 1 
CR 2 
CR 3 
c~ 4 
CR S 
CR 6 
CR 7 

Q 

Q 

Q 

Q 

R 
R 
R 

R 
R 
R 
R 
p 

R 
~ 

R 
R 
R 
R 
R 
R 
R 
R 

R 
R 
R 
R 

R 
R 
R 

R 
R 
R 
R 
R 
p 

R 
R 
R 
R 
R 
R 

R 

I 
7. 
3 

4 

4 
s 
6 
7 

~ 
9 

10 
II 
17 
13 
14 
15 
16 
11 
IR 
19 
20 
21 
22 
23 
24 
25 
2b 
?1 
7A 
2<~ 

30 
31 
12 ,, 
34 
35 
31> 
31 
3R 
39 

ELECTRICAL PARTS LIST 

CALIBRATOR PC BOARD 

'lfSCRIPT!ON 

CAP MI CA 35'H PF !PCT SOOV 
CA 0 MICA 3591 PF IPCT SOOV 
CAP TA~T 2.2 UF 10PCT 20V 
CAP TA>;T 120 UF 20PCT IOV WET 
CAP H'IT 120 UF 20PCT 10V ><ET 
CAP TA'lT 2.2 UF IOPCT 20V 
CAP CER MO~O 1UF 20PCT 50VGP 
CAP CER DISC 270PF 5PCT 500V 
CAP TANT 10 UF 20PCT 20V 
CAD CER 'IONO O.IUF 20PCT SOVGP 
CAP CER 110'10 1UF ?OPCT 50VGP 
CAP TA~T t•O UF ?OPCT 6V 
CAD TA~T 18(l UF ZOPCT 6V 
CAP CER DISC 680PF SPCl SOOV 
CAP CFR SQ 5.1PF 5PCT IOOV NPO 

OIODE 1N4151 
'll ODE lN4151 
l f 'IER CDXX •x 
DIODE 1Nit151 
Ol rJDf 1~41 51 
~ I ODE 1N4151 
DlODF IN4\51 

JUMPER ASI1 

75P IV l R. IUA Sl 
75P!V (R . IUA Sl 

S.OV lPCT , .r,w 
75PI V I R. IUA 51 
7SPIV !R.IUA Sf 
75PIV !R.IUA Sl 
75PlV !R.LUA Sl 

CO 'IN ZFEM C£.lNT J~PR • 025P 
~!NATURE PHONE ? C~T SW 

TRANS!STORISTATIC PROTECT REQI 
TRANS E-50 I CS, 33~A TOI 0~ 
TRANSISTOR SC-1098 
TRANSISTOR BC-1 798 

RES FU1 !I.IK 1/2PCT 1/81< 
RES Hl1 11.1K l/7PCT l/8W 
RES FL~ 27..9K 1/2PCT 1/8W 
RES Fl~ 22 .9~ I/2PCT l/8w 
RES FLI1 49.3K l/2PCT l/8W 
RES FL'I 4'1,3K I/2PCT I/8W 
RES Fl~ 114K 1/ZPCT 1/8W 
RES Fl~ l14K l / 2PCT 1/Bw 
R~S FL~ 341)1( I PCT 1/8w 
RFS FU4 340K l PCT l/8W 
RES FLM 34CJK 1 PCT 118W 
RES FL"' HOK I PCT 1/8W 
RES FLOI IO.OK 1 PCT 1/811 
RES FL~ 4.6'<K 1 PCT 1/8W 
RES FLM 49,9K I PCT 1/8W 
RFS FLI1 20K 1 PCT 118W 
R~S FLM IO.OK 1 PCT I/8W 
RES H"' 17 .4K 1/ZPCT 1/8W 
Rf S F Ll1 3 • .C,8 K l PC T 1 /8 W 

THYRECTOR 60 VOLTS 
RFS Fl'l 3.32K l PCT 1/8W 
RES Flll 20K I PCT 1/8W 
RES FLM 13.0K I PCT 1/8W 
RES FL" 1.7.C,K 1 PCT 1/8~ 

RES Fl'l 2.23K I PCT 118• 
RF.S FLI1 !.'lbK 112PCT 1/8W 
~ES fl'l ZOK I PCT 1/SW 
RES Fl~ 200K I PCT 1/81< 
RES FL~ 3 .971<. 1/2PCT I/8W 
RES FL'I 953 OHM 1/ZPCT I/8W 
~ES FLM 280 OHM I/2PCT I/8W 
RES FLM 86.6 QHM I/2PCT 1/8W 
~E~ CO'IP 620 OHH 5PC T 114W 
RES F L ~ 21 5K I PC T 1/8 W 
RES Fl~ 35.7• I PCT I/8W 
RES FLH 107K LPCT l/81< 
RE~ FU' LO.OK 1 PCT I/8W 
~ES Fl01 IO.OK I PCT 1/8W 
DQT CFDH TR11 ~OK OHM 10 PCT 15T 

PIN 1986-4700 

PART NO. 

4851-0272 
4851-0272 
4450-.C, 510 
445Q-6J01 
4450-6 301 
.C,45Q-.C, 510 
4400-2070 
4404-12 75 
.C,45D-5100 
440Q-2050 
4400-2 070 
44 50-5617 
4450-5617 
.C,404-1685 
.C,410-!20 I 

6082-1001 
6082-100 1 
6083-1102 
6082-1001 
6082-1001 
6082-1001 
6082-100 I 

1986-0220 
.r,23o-2qoo 
4260-1110 

6210-1307 
8215-0 100 
821D-1248 
82 10-1245 

6251-2111 
6251-2111 
6251-2229 
6251-222'1 
6251-24'lJ 
6251-2493 
6251-3114 
62 51-3114 
6250-3l4D 
6250-3340 
6250-lHO 
625Q-3340 
6250-2100 
6250-14M 
6250-2~99 

6250-2200 
6250-2100 
6251-217.C, 
6250-1348 
60H-LOOO 
6250-13)2 
625D-2 200 
6250-2130 
62 50-1174 
625D-1223 
6251-1196 
62 50-2 7.00 
6250-3200 
6251-1397 
6251-0953 
62 51-0 280 
6251-9866 
6099-1625 
6250-3215 
62 50-2 357 
625Q-ll07 
6250-2100 
625Q-2 \00 
6049-0191 

FHC 

77.136 
72136 
56289 
90201 
90201 
56189 
7 2982 
72982 · -
56289 
72982 
7 2982 
56289 
56289 
72982 
72982 

1 .C,.C,)3 
14433 
24655 
14H3 
14 ... 33 
14433 
1 .C,433 

2'.655 
22526 
82389 

17856 
17856 
27011o 
270H 

813 ... '1 
81Jit'1 
813"'9 
81349 
813io9 
81349 
8!3.C,9 
8131t9 
813.C,9 
8!H9 
8131t9 
8131t9 
8131t9 
8131t9 
813.C,9 
81349 
81349 
813.C,9 
81349 
81483 
81349 
81H9 
81Jit9 
81H9 
81349 
8!3io9 
81349 
81349 
81H9 
81349 
81349 
813.C,9 
81349 
8131t9 
81349 
81llt9 
81349 
81349 
8029.C, 

MFGR PART NUH8ER 

OH20F03 5'1 IPFL PC T4CR 
01120FD3 591PFIPC T4CR 
150022SX902 0A2 
M TP 120UF 2 OPCT 10V 
MTP 120UF 20PCT IOV 
150D225 X90ZOA2 
8131-M0~0-651-IOSM 
0831082Z'50D0271 J 
150D1 06 X002082 
8131-MO 50-651-1 0411 
8131-'10 50-1>51-1 OSM 
1500187X0006R2 
150D187X0006R2 
083l082l5D006 80J 
810 !A !OOCOG 519J 

!N3604 
1N3601t 
1>083-1102 
IN3604 
1N31>04 
1 N31>04 
IN360.C, 

1986-02 20 
654 7io-001 
TR-2A 

VNI>7AK 
E501 
6C-109B 
fiC-1798 

RN5501112D 
RN5 5Dll120 
RNSSD22920 
RN55DZ2 920 
RN!>5049 320 
RN5501t93ZD 
RN55Dl1430 
RN55011HD 
RN5 503.C, 03 F 
RN5503403F 
RN55034 03F 
RN55D3403f 
RN5501002F 
RN55Dio61tlF 
RN550.C,99ZF 
RN55D2002F 
RN5501002F 
RN5501742D 
RN55DH81F 
KZ2DTM 
RN55DH21F 
RN5502002F 
RN55013 02f 
RN5501 HlF 
RN5 5D22 31 F 
RN550!91>1D 
RN55D2002F 
RN5 5DZ003F 
RN5 5D39 710 
RN55095300 
RN551l28000 
RN55D86R60 
RCR07G621J 
RN5 502153F 
RN5503572F 
RN5501073F 
RN550!002F 
RN5501002F 
3006P-1-503 

RFFOES 

R 

R 
R 
R 
R 
R 
R 

R .. 
R 
R 
R 

R 

R 
R 
R 

s 
s 
s 

u 
u 
u 
u 
u 
u 
u 
u 
u 
u 
u 
u 
u 
u 
u 
u 
u 
u 
u 
u 
u 

40 
41 
47 
43 
44 
45 
46 
47 
4~ 

49 
50 
51 
5? 
53 
54 
~s 

51> 
57 
58 
~9 

bl) 

I 
2 
3 
4 
5 
6 
1 
8 
q 

10 
II 
ll 
13 
14 
15 
16 
17 
IS 
19 
70 
21 

CALIBR AT OR PC B06RO 

I)E SCI\ I PT ION 

RE S F ~ M 2 l • 5 K PC T II d ~ 
RES FL~ 6.9PK PCT l/8• 
RES COMP 10 OH'1 5PCT 1/4~ 
PryT CER'I T~'1 ZOK OH~ 10 PCT 15T 
POT CERM TRI1 10~ OKI1 10 PCT L5T 
PES FLI1 Z . 74K I PCT 1/8W 
POT CER01 TRM 10~ OKM 10 PCT 1ST 
POT CER'1 TRM lOK OHM 10 PCT 15T 
POT CFRM TR~ I ~K OHM 10 PCT 15T 
RES rO~P 5.1 ~OHM SPCT 1/411 
~ES COMP S.l K OH~ 5PCT 1/.C,W 
RES CO'IP 10 OH'1 SoC T 1/411 
RES F L 'I 15. ~ Oli ~ 1 DC T I 18 W 
RE$ CO'IP 110 K 5PCT 1/4W 
PES Fl'4 li.3K I PCT I/8W 
RES CO'IP I ~0 K 5PCT 1/411 
RF.S ((l 'IP !.8 ~ SPCT 1/4~ 

RF. S COMP ?2 OHM 5PC 1 l/4W 
RES C0'4P 22 OHM SPCT I/4W 
RES FL'I 20nK I PCT l/8W 
RES CO~P t(l K 5PCT 1/4~ 

SWITCH ROTAPY 
S"ITC H ROT ARY 
Sw l TC li ROTARY 

IC'l CSTATIC PROTECT REQI 
I CO I STATIC PROTECT REQJ 
IC~ !STATIC PROTECT REQI 
!CD I STAT I C PROTECT REQI 
ICO I STATIC PROTECT REQI 
!CD I STATIC PROTECT REOI 
!CO C STAT! C PR•HFCT REOI 
!CO C STATIC PROTF.CT RfQJ 
ICO !STATIC PROTECT REQl 
!C1 !STATIC PROTECT REQI 
ICL I STATIC PROT~CT REQI 
I C.L LMH8N I 40lL QD OP 2SPLY 
lCD I STATIC PROTECT REQJ 
ICL CSTATIC PROTECT REQI 
!CD C STATIC PROTECT REQI 
lCD I STATIC PROTECT REQI 
lCD CSTAT!C PROT~CT RfQJ 
!C'l C STATIC PRflTECT REQI 
!CD C STATIC PR•JTECT REQ I 
lCD C STATIC PROTECT RFQI 
IC~ I STATIC PROT~CT REQJ 

RES NETWORK 13-100K 2PCT 

PIN 19 86-4 700 

PART NO. 

6250-2215 
62 SD-1698 
6099-0105 
6049-0190 
604'1-0189 
62 50-12 7.C, 
6049- 0189 
6049-0189 
60.C,9-0189 
6099-2515 
6099-2515 
6099-0105 
6250-9158 
6099-4105 
6250-2113 
60<)9-4105 
6099-2185 
6099-0225 
6099-0225 
6250-3200 
6099-310 5 

7890-8430 
7890-8430 
7890-8430 

54 31-700 I 
5431-7001 
5431-7001 
5431-7001 
5.C,31 -7053 
5.C,3!-7004 
5431-7n20 
54 31- 70 I .r, 
5431-7009 
5.C, 31-7044 
5B2-700l 
5432-1100 
5431-70H 
54 32-7000 
5't31-70H 
5431-70.C,7 
5431-7047 
5.C,31-70.C,7 
5~31-7047 

54.31~70.C,7 

H31-7051 

6740-7510 

6-10 

FH(. 

8!349 
81349 
81H9 
80294 
80294 
81349 
80294 
8029~ 

80294 
81349 
813.C,9 
81349 
8131t9 
8134'1 
81349 
81349 
813.C,9 
8131t9 
61349 
81349 
813.C,9 

24655 
H655 
24655 

86684 
86684 
86684 
8668.C, 
Q.r,713 
86684 
86684 
6668.C, 
86684 
04713 
012'15 
12040 
04713 
861>84 
04713 
04713 
04713 
0'+ 713 
04713 
OH13 
04713 

80294 

MFG~ PART 

RN5 502152 F 
RN5 5069 81 F 
RCR 07Gl OOJ 
3006P-1-203 
3006?-1-103 
RN5 50271ol F 
3006P-I-103 
3Q06P-1-103 
3006?-1-103 
RC'R 07G51Z J 
RCR 07G5 12 J 
RCR07G1 OOJ 
RN55015R8F 
RCR07G1 04J 
RN550113ZF 
RC~07G1 04J 
RCR07G18ZJ 
RCR07G220J 
RCR 07G2 20J 
RN5502003F 
RCR 07G1 03J 

7890-8.C,3D 
789G-8lt 30 
789Q-8.C,30 

CD.C,OI 7A E 
CD4017A E 
CD40!7A E 
CO.C,01 7A E 
~C140818CP 

CO'tOO!AE 
COio027A E 
CD4013AE 
CD4023A E 
HC H069 BC P 
Tl081tCIII 
Ll131t8N 
11CH0666CP 
CA3130T 
~C1 it0668CP 
MC 1401>6 BC P 
MC 140668C P 
MC 1 '>061>BCP 
HC !4066BCP 
MC140668CP 
MC 14075 ec P 

411 .... -0 00 2-
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Appendix 
USE OF THE NOMOGRAPH. 

CORRECTION OF BAROMETRIC PRESSURE TO STATIONAL TITUDE. 

To obtain a corrected barometric pressure for a station : . 
a. Determine the station's altitude above sea level from the appropriate chart in this section . 
b . Obtain a barometric-pressure reading corrected to sea level from a barometer . (If the barom

eter reads only values in mm, find the corresponding value of mbar from the right hand scales) . 
c. Pla~e a straight-edge across the proper points on the center and left-hand scales of the nom o

graph , and read the actual pressure at the station on the right-hand scales. 

CONVERSION FROM MILLIMETERS OF MERCURY TO INCHES OF MERCURY. 

To convert from mm of mercury to in . of mercury , proceed as follows : 
a. Find the barometric-pressure value in mm of mercury on the right-hand scale. 
b . Obtain the corresponding value in mbar from the same scale. 
c. Move to the left-hand scale and find the mbar value obtained in step b. 
d . Read the corresponding value of barometric pressure in in. of mercury f rom the left-hand 

scale. 

NOMOGRAPH FOR APPLYING ALTITUDE CORRECTION 
TO BAROMETRIC PRESSURE 

BAROMETER PRESSURE BAROMETRIC PRESSURE 
CORRECTED TO ALT ITUDE OF STATION AT 

SEA LEVEL STAl iON 
ABOVE SEA LEVEL 

INCHES MILLIMETERS 
OF MILLI BARS OF "' ILLIBARS 

MERCURY MER CURY roo 
FEET METERS 

10!>0 

10000 3000 

9000 2700 550 

30 
8000 2400 7:10 

1000 7000 2100 

2 9 6000 1800 

5000 1500 
600 ~00 

28 9~0 4000 1200 

3000 900 

27 2000 600 e:;o 
900 1000 300 6~ 

26 0 0 

- 1000 - 300 900 

25 e:;o 

700 

24 950 
800 

n 

7!)() 1000 

22 
750 

21 10 50 
700 

6-12a 800 

NOTE 1 ft ~ 0 .3048 m 



City 

Akron, Ohio 
Albany, New York 
Allentown, Pennsylvania 
Ashland, Kentucky 
Atlanta, Georgia 
Augusta , Georgia 
Baltimore, Maryland 
Bangor, Maine 
Bay City, Michigan 
Binghamton, New York 
Birmingham, Alabama 
Boise, Idaho 
Boston, Massachusetts 
Brandon, Man. 
Buffalo, New York 
Burlington, Vermont 
Bridgeport , Connecticut 
Calgary , Alta. 
Cambridge, Massachusetts 
Camden, New Jersey 
Campbellton, N.B. 
Charleston, South Carolina 
Charlotte, North Carolina 
Charlottetown, P .E.I. 
Chicago, Illinois 
Cleveland, Ohio 
Colorado Springs, Colorado 
Columbus, Georgia 
Columbus, Ohio 
Council Bluffs, Iowa 
Dallas, Texas 
Darcmouth, N .S. 
Davenport, Iowa 
Dayton, Ohio 
Denver, Colorado 
Des Moines, Iowa 
Duluth, Minnesota 
Edmonton, Alta . 
Elizabeth, New Jersey 
Erie, Pennsylvania 
Evansville, Indiana 
Flint, Michigan 
Fort Smith, Arkansas 
Fort Wayne, Indiana 
Fon Worth, Texas 
Fredericton, N.B . 
Galveston, Texas 
Grand Rapids; Michigan 
Grear Falls , Montana 
Halifax, N .S. 
Hamilton, Ontario 
Harrisburg, Pennsylvania 
Hartford, Connecticut 
Houston, Texas 
Huntingt,.,n, West Virginia 
Indianapolis, Indiana 
Jackson, Mississippi 
Jacksonville, Florida 

ALTITUDES ABOVE SEA LEVEL FOR SELECTED 
CITIES IN U. S. AND CANADA 

1'.-t>t t\bnr1e 
.\ C'O l.Pr•el City 

950 
London, Ontario 20 

320 Los Angeles, California 

530 Loui~' illo·, Keorucky 

1105 Manchester, New Hampshire 

141 Memphis , Tennessee 

81 Miami, Florida 

21 Milwaukee, Wisconsin 

593 Minneapolis, Minnesota 

865 Mobile, Alabama 

598 Moncton, N.B. 

2717 Montgomery, Alabama 

45 Montreal, P .Q. 

1204 Nashville, Tennessee 

590 Newark, New Jersey 

190 New Haven, Connecticut 

12 New London, Connecricur 

3439 
New Orleans, Louisiana 

80 New York, New York 

30 Norfolk, Virginia 

42 Oakland, California 

13 Omaha, Nebraska 

734 
Ottawa, Ontario 

8 l'atlo•r"'"• New Jersey 

604 Peoria, Illinois 

600 Philadelphia, Pennsylvania 

6012 Phoenix, Arizona 

261 ~ittsburg, Pennsylvania 

759 Portland, Maine 

989 Portland, Oregon 

437 Providence, Rhode Island 

14 Quebec, P .Q. 

571 Racine, Wisconsin 

743 Regina , Sask. 

5227 Reno, Nevada 

1526 
Richmond, Virginia 

626 
Rochester, New York 

2183 
Saint ] ohn, N .B. 

28 
Saint Louis, Missouri 

709 
Saint Paul, Minnesota 

380 
Salt Lake City, Utah 

716 
Sacramento, California 

445 
San Antonio, Texas 

780 
San Francisco, California 

600 
Saskatoon, Sask. 

32 
.-:a\JIIooali ,Georgia 

28 
Scranton, Pennsylvania 

628 
Seattle, Washington 

3309 
Shreveport, Louisiana 

59 
Sioux Falls, South Dakota 

300 
South Bend, Indiana 

355 
Spokane, Washington 

36 
Springfield, Massachusetts 

48 
Sydney, N.S. 

565 
Syracuse, New York 

749 
Tacoma, Washington 

286 
Toledo, Ohio 

25 
Toronto, Ootario 

Feel Above 
Sea Level 

804 
292 
454 
210 
238 
15 
609 
826 
15 
50 
191 
110 
498 
43 
21 
27 
5 

35 
38 
18 

1040 
200 
117 
465 
150 

1085 
742 
34 
69 
43 
20 

619 
1414 
4487 

84 
509 
21 

460 
754 

4300 
30 

657 
50 

1596 
42 

757 
51 

217 
1405 
718 

1905 
101 
10 

410 
87 

594 
250 

6-12b 



( IIV 

Jersey City, New Jersey 
Kan;as City, Missouri 
Knoxville, Tennessee 
Lansing, Michigan 
Lexington. Kentucky 
Lincoln, Nebraska 
L ittle Rock, Arkansas 

ALTITUDES ABOVE SEA LEVEL FOR SELECTED 
CITIES IN U.S. AND CANADA 

l'i>f'l Abno•t' 
\pa L ('o t'l 

44 
750 

895 
842 
966 
1169 
286 

City 

Topeka , Kansa s 
Tuscoa, Arizona 
Tulsa, Oklahoma 
Utica, New York 
Vancouver, B.C. 
~ashington, _D.C. 
Wichita, Kansas 

- windsor , Ont~rio 

AL TITUOES ABOVE SEA LEVEL FOR 
SEL ECTED INTERNATIONAL CIT IES 

~ltltude Above Su Level 
Coty Meters Feet 

Adelaide, Austraha 11 35 
Amman, Jordan. 665 2400 
Amsterdam. Netherlands 50 16 
Ankara, Turkey 640 2250 
Arhens, Greece 92 300 
Belgrade, Yugoslav1a 138 450 
Berlin, Germany 35 115 
Bombay, lnd1a 8 25 
Brussels, Belgium 58 190 
Buenos Aires, Argcmina 14 45 
Cairo, F.gypt 30 98 
Canberra, Austral.a 900 2000 
Copenhagen, Denmark 76 25 
johannesburg, U.S. Africa 1750 5689 
Lahore, Pakistan 210 706 
La Paz, Bolivia 3700 12200 
London, England 74 245 
Manila, Philippines 8 25 
Melbourne , Australia 10 30 
Mexico City, Mex1co 2200 7349 
Munich, Germany 510 1700 
Paris , France 42 300 
Prague, Czech. 175 575 
Rome, Italy 28 95 
Santiago, Chile 550 1800 
San Paulo, Bra ~rl 820 2700 
Seoul, Korea 78 250 
Srockholm, Sweden II 35 
Tokyo, japan 10 30 
Warsaw, Poland 73 240 
Zurich, Switzerland 400 1360 

6-l2c 

Feet Abotll' 
s .. a Lt'vel 

909 
2382 
700 
448 
18 
100 
1285 
580 
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